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In this Issue 




Software localization Is the process of translating software products into 
local languages. Within Hewlett-Packard, the responsibility for software 
localization rests partly with the HP Divisions that produce the software 
products, and partly with HP Application Centers in various countries. The 
Divisions have to design the products so that they can be localized easily, 
and the Application Centers do the actual localization. On page 26, Paul 
Smit of HP's Dutch Application Center describes a hyphenation algorithm 
he developed for the Dutch version of HPWord, a word processing package 
for the HP 3000 Computer. The algorithm has the property of being language- 
independent, and it will also be used for the Danish version of HPWord. On page 31 , two software 
designers from HP's Office Productivity Division give us the Division's view of the localization 
problem. Their tutorial article deals primarily with office software products. 

Because software localization seems to us to be important, timely, and of worldwide interest, 
we made it this month's cover subject. To illustrate it, we settled on the obvious approach of 
photographing the flags of many nations. Coincidentally, some of the soccer matches of the 1984 
Summer Olympic Games were being played at nearby Stanford University, and art director Arvid 
Danielson asked for and received permission to photograph the flags flying there. The choice of 
flags wasn't ours, of course, and doesn't imply that HP software is available in all of the languages 
of the nations represented on the cover. 

Shared research, or more properly, shared support of research, is getting a lot of attention in 
the U.S.A. these days, both from industry and from the news media. The idea that U.S. companies 
can join forces to support research at university laboratories with government encouragement 
and without incurring the wrath of government antitrust investigators is relatively new in this 
country. Last November, we published our first article on this subject. It described how several 
companies, including HP, are providing the funds to establish the Center for Integrated Systems 
at Stanford University. The article on page 1 9 of this issue describes another approach to coopera- 
tive research. More than thirty companies. HP among them, are channeling research funds to a 
number of universities through the Semiconductor Research Corporation of North Carolina. The 
SRC concept is already being emulated by other industries. 

The exploding need for data communications has made it difficult for providers of data networks 
to keep up. As a consequence, we now find data flowing over every kind of circuit, from those 
originally designed to carry voice communications to specialized data circuits operating at many 
thousands of bits per second. Testing and troubleshooting this variety of circuits is the function 
of a new HP transmission impairment measuring set, the HP 4945A, which is described by its 
designers on pages 4 to 18 of this issue. Besides having the bandwidth needed to test high-speed 
data circuits, this new TIMS has many advanced features and offers a comprehensive set of 
measurements meeting the Bell standards used mainly in the U.S.A. and Canada. 

-R. P. Dolan 



What's Ahead 



Next month's issue will cover the design and applications of a new family of printed circuit 
board test systems, the HP 3065. These systems provide high-yield testing of large, complex, 
digital, hybrid, and VLSI boards, with computer-controlled safeguards to prevent device damage 
(a problem with some testers). 
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Transmission Impairment Measuring Set 
Simplifies Testing of Complex Voice and 
Data Circuits 

This new TIMS' comprehensive measurement capabilities 
and powerful master/slave mode offer Bell-standard 
telephone companies and data communications users 
faster, more reliable testing and troubleshooting. 

by David R. Novotny, Jeffrey Tomberlin, Charles P. Hill, James P. Quan, Gordon A. Jensen, 
and Jerry D. Morris 



IN THE PAST TEN YEARS, data communications has 
moved from an activity used only by major corpora- 
tions to a pervasive element of our way of life, affecting 
such ordinary things as bank deposits, airline reservations, 
and checking out a library book. In this same time period, 
the state of the art in data networks has advanced from 
dedicated circuits operating at 9600 bits per second to net- 
works operating at 16,000 bits per second and even 56,000 
bps. The demand for data services has far outstripped the 
capacity to build specialized data networks, so existing 
circuits, that is, telephone circuits originally installed for 
voice communications, are being used with only minor 
modifications. 

In 1 974, Hewlett-Packard introduced the HP 4940A Trans- 
mission Impairment Measuring Set to test voiceband cir- 
cuits for use in high-speed data transmission. 1 This instru- 
ment was successful in analyzing voice-grade circuits for 
impairments, but now more is being demanded from the 
circuits and the people responsible for testing them. 

Fig. 1 shows a typical data network. Before the AT&T 
divestiture, a data communications user in the U.S.A. could 
lease a complete communications system, including the 
modems, from the telephone company. Now. a user must 
go to separate vendors for modems, the local loop, and the 
long-haul facilities. This has created many interface points 
where testing must be performed and has increased the 
potential for one vendor to blame another when a problem 



occurs. The local loop, the wires running from the cus- 
tomer's location to the local telephone company office, is 
still the responsibility of the Regional Bell Operating Com- 
pany (RBOC). 

With divestiture, the long-haul segment may belong to 
one of a number of carriers such as AT&T Communications, 
GTE Sprint, MCI, and the like. These carriers must be able 
to certify to the customer that their segments meet the 
stated requirements. Data communications users also need 
equipment to resolve multivendor finger-pointing episodes. 
With this variety of measurement environments and user 
expertise, the test equipment must be easy to use, provide 
the measurements and bandwidth required for testing, be 
portable for field use, and be controllable for use in auto- 
matic test systems. 

A New TIMS 

The HP 4945A Transmission Impairment Measuring Set 
(TIMS), Fig. 2, is designed to meet the changing needs of 
the data communications test industry. The key contribu- 
tions made by the HP 4945A are a comprehensive measure- 
ment set, the bandwidth required to test high-speed cir- 
cuits, an improved master/slave capability for efficient use 
of skilled technical personnel, various interfaces for auto- 
matic control, and a CRT display for enhanced user friend- 
liness. 

The measurements and techniques required for testing 
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Fig. 1. In a typical data network, different vendors are responsible for different segments, and 
there are many interface points where testing must be performed. 
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Fig. 2. The HP 4945A Transmis- 
sion Impairment Measuring Set 
tests voice and data telephone cir- 
cuits according to the Bell stan- 
dards used in the USA. and 
Canada A choice of three control 
interlaces is offered for integrating 
the instrument into an automatic 
system. One of these, HP-IL. 
makes the new TIMS compatible 
with battery-powered controllers 
and peripherals, such as the 
printer shown here. 



data circuits are specified by either the Bell System for the 
U.S.A. and Canada or by CCITT for the rest of the world. 
The HP 4945A adheres to Bell standards for measurement 
techniques. Parameters measured by the HP 4945A are: 

■ Loss 

■ Amplitude distortion (relative or absolute as a function 
of frequency) 

■ Gain slope (loss at 404 Hz and 2804 Hz relative to loss 
at 1004 Hz) 

■ Message circuit noise 

■ Noise with tone 

■ Signal-to-noise ratio 

■ Noise to ground 

■ Impulse noise exceeding three preselected levels 

■ Gain hits 

■ Phase hits 

■ Dropouts 

■ Envelope delay distortion (change of phase versus 
change of frequency) 

■ Intermodulation distortion (nonlinear distortion) 

■ Amplitude jitter in three bandwidths 

■ Phase jitter in three bandwidths 

■ Peak-to-average ratio (P/AR) 

■ Return loss (echo, singing low. singing high, and sine 
wave). 

This measurement set provides the user with all the 
analog measurements needed to install, maintain, or trou- 
bleshoot any voice, voice-grade data, program (used by the 
broadcast industry), or wideband data circuit. 

The frequency range of the transmitter and receiver of 
the HP 4945A is 20 Hz. to 1 10 kHz. This allows testing of 
both voice and high-speed data circuits up to 72,000 bits 
per second. (Test standards say that loss measurements 



must be made at 1.5 times the bit rate being used). 

In addition to the bandwidth, the HP 4945A provides 
noise-weighling filters required for making measurements 
over this frequency range, including C-message noise, 3- 
kHz flat, program, 15-kHz flat, and 50-kbit. The 50-kbil 
filter is used for making noise measurements on high-speed 
Digital Dataphone Service (DDS) circuits. 

Master/Slave Mode 

Data circuits must be measured on an end-to-end basis. 
Normally, this requires test equipment and a skilled tech- 
nician at each end of the circuit. The technicians coordinate 
the testing activities on another telephone circuit. One per- 
son sends the appropriate test signal and the other receives 
the signal and records the result as measured by the test 
equipment. If the circuit being tested is local, dispatch and 
time coordination problems are usually small, but if a trans- 
continental circuit is being tested, time zone differences, 
work hours, and dispatch problems can cut the usable test- 
ing time down to just a few hours a day. 

The master/slave technique used in the HP 4945A allows 
the unit at one end of the circuit to control and retrieve 
results from the unit at the other end of the circuit using 
only the lines under test for communication. This 
technique greatly increases the technician's productivity 
and reduces the chance for measurement error since all 
readings are made at one site. Master/slave mode is dis- 
cussed in detail in the article on page 13. 

Further increases in productivity can be obtained by 
using a calculator or computer to control an automatic test 
system. With the HP 4945A serving many customers with 
different needs, a variety of control interfaces are required. 
To meet these needs, the HP 4945A is designed to accept 
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Fig. 3. The HP 4945A TIMS consists of a transmitter , a receiver, and a system processor 



three different control interfaces: HP-IB, HP-IL, and RS- 
232-C. 

HP-IB (IEEE 488) is the choice for large test systems in 
which the controller is generally located in the same facil- 
ity. RS-232-C, the interface of the communications indus- 
try, is used when the HP 4945A is not located near the 
controller and communication is via modems. This inter- 
face is also used when the controller does not have HP-IB 
capabilities. HP-IL (Hewlett-Packard Interface Loop) is pro- 
vided for the field technician who needs to make automated 
measurements, but cannot afford the expense or bulk of an 
instrument controller using one of the other interfaces. 

The HP 4945A uses a CRT display to enhance user 
friendliness. Previous HP instruments used segmented dis- 
plays to present the measurement results to the user. With 
segmented displays, only a limited number of results can 
be displayed at any one time, forcing the user to select 
between various choices. Now, all the information pertain- 
ing to a particular measurement can be displayed simul- 
taneously, thus eliminating user frustration and increasing 
productivity. 

The display also enables the use of CRT-labeled softkeys. 
With softkeys, only choices appropriate to the measure- 
ment being made are presented. This greatly reduces the 
time needed for a person to learn the instrument and makes 
correct operation easy, even for the casual user. 

Structure 

Basically, the HP 4945A TIMS consists of a transmitter, 
a receiver, and a system processor (see block diagram, Fig. 
3.) The transmitter generates the appropriate test signal for 
the selected measurement. The receiver measures the level 
and frequency of the test signal according to the selected 
test. The system processor keeps track of the measurement 
processes and handles the CRT and keyboard human inter- 
faces. Each of these elements is discussed in detail in the 
following sections. 

Transmitter 

Like earlier HP TIMS designs, the HP 4945A transmitter 



uses a digital synthesizer to generate analog waveforms. 
These waveforms range from a simple sine wave to sums 
of sine waves or band-limited noise signals. Balancing, 
impedance matching, and floating of the signal lines is 
accomplished either by transformers or by an active output 
stage, depending upon the application. 

The digital portion of the transmitter is a variation on 
the fractional-N synthesizer (Fig. 4). A binary number 
called the index, proportional to the output frequency of 
the transmitter, is latched and fed into a full adder. There 
it is added to an address generated by the previous cycle 
of the synthesizer. The sum is a new address, which is 
stored in an address accumulator. This accumulator feeds 
back into the adder for summing with the index in the next 
cycle. 

Outputs from the address accumulator also drive the 
address lines of the waveform ROMs. These ROMs contain 
a scaled and shifted numerical representation of one period 
of a waveform. When the ROM outputs are applied to a 
digital-to-analog converter (DAC), the analog waveform is 
reproduced. Since the index controls the size of steps be- 
tween points on the waveform, the transmitted frequency 
can be controlled by changing the index. 

The majority of HP 4945A applications use the transmit- 
ter to produce a sine wave at a frequency between 20 Hz 
and 110 kHz. Stored in one of the waveform ROMs is a 
sine wave quantized to 1024 samples represented by 10-bit 
words. Clocking the fractional-N synthesizer at 524,288 Hz 
causes the system to cycle through the ROM addresses at 
a rate of 5242881/(1024 x 2 W ) Hz, where I is the index and 
W is the number of bits truncated when addressing the 
ROM. For example, if the adder output is a 15-bit number, 
then W = 5, since only the ten most-significant bits are used 
to address the ROM. In the HP 4945A, the adder output is 
a 19-bit number and W = 9. so the output frequency be- 
comes simply I. Thus we guarantee frequency programma- 
bility with 1-Hz resolution. Furthermore, the sampling fre- 
quency of 524.288 kHz is sufficiently high to permit easy 
removal of quantizing noise by low-pass filtering. 

Envelope delay distortion (EDD) is a measurement made 
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Fig. 5. Modified fractional-N synthesizer used in the HP 4945A TIMS 



with an amplitude modulated sinewave. For EDD measure- 
ments, the transmitter simply generates the modulation 
with a special oscillator and adds it to the reference input 
of the DAC. 

For other tests, such as peak-to-average ratio (P/AR) and 
return loss, complex pseudonoise signals are needed. These 
were implemented by putting the frequency-domain speci- 
fications of the waveforms through an inverse Fourier trans- 
form algorithm and storing the time-domain equivalents 
in ROM. Lowering the sampling frequency and adjusting 
the index input to the synthesizer makes it possible to 
reproduce these waveforms just like the sine wave. 

A third variety of applications requires the generation 
of signals that are the sum of two or four sine waves. These 
include four-tone intermodulation distortion (IMD) mea- 
surements, two-tone IMD noise correction, two-tone phase 
and amplitude jitter calibration, and frequency shift keying 
(FSK) for master/slave operation. Rather than take up ROM 
space with special waveforms for these cases, the frac- 
tional-N system was modified. Instead of a single index 
latch and a single address accumulator, there are four (see 
Fig. 5). On each cycle of the synthesizer, each of four in- 
dexes is added to its corresponding address accumulator 



in one of four sequential subcycles. When the outputs of 
all of the accumulators are multiplexed into the single sine 
ROM, a composite signal of up to four simultaneous sine 
waves can be obtained. 

Analog Output Section 

Once the signal has been produced by the DAC. it goes 
through an antialiasing filter to remove quantizing noise 
(see Fig, 6). For single sine waves, a third-order 175-kHz 
low-pass filter is adequate. Two-tone signals and the P/AR 
waveform tend to be more distorted because of their lower 
effective sampling rate, so for these, a third-order 5-kHz 
low-pass filter is used. When return loss noise signals are 
selected, an additional 2.5-kHz second-order section is cas- 
caded with the 5-kHz filter to meet the tight specifications 
imposed by these measurements. Four-tone IMD, having 
the least noise tolerance of all, has its own sixth-order 
bandpass filter. 

Output level control is accomplished by means of a mul- 
tiplying DAC and a switchable coarse attenuator (Fig. 6). 
The filtered output signal connects to the reference input 
of a 10-bit multiplying DAC whose digital inputs are driven 
by the system processor. The output of the DAC is the 
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product of the reference and the digital inputs, so the pro- 
cessor can multiply the signal level by M/1024. where M 
is an integer. This gives about 0.1-dB resolution up to about 
10 dB of attenuation. 

Since the output level adjustment range of the HP 4945A 
is over 70 dB, a coarse attenuator is used in conjunction 
with the DAC attenuator. Analog multiplexers select one 
of eight gain paths differing by 10 dB. Programming the 
DAC for 0 to 9.9 dB of attenuation and the coarse attenuator 
for 0 to 70 dB gives output control with 0.1-dB resolution 
over the entire range of the instrument. 

Bell specifications require that test instrument transmit- 
ters be floating and balanced sources with close impedance 
matching to the line under test over the full frequency 
range. In earlier TIMS instruments this is accomplished by 
putting a single-ended signal through a specially designed 
transformer whose secondary matches the line impedance. 
Unfortunately, the HP 4945A's increased bandwidth (20 
Hz to 110 kHz as opposed to 200 Hz to 4000 Hz in older 
TIMS) makes the design of such a transformer impractical. 
Our solution is an active output stage (Fig. 6). 

The single-ended output of the coarse attenuator goes 
through a differential amplifier to produce an isolated and 
balanced signal. This signal drives a power output stage, 
which runs on specially derived floating power supplies. 
The result is a low-impedance, floating, balanced current 
source. Relays channel this source through resistor termi- 
nations to match the output impedance to the line. 

The one exception to this is the two-wire return loss 
measurement. For this measurement, a bridge circuit mea- 
sures power reflected back on the transmission line, and 
a transformer is substituted for the active output stage. It 
was found that excessive errors occurred because the bridge 
unbalanced the active stage. However, in this case, the 
bandwidth required is much less than in other measure- 
ments, so a transformer can be used, eliminating the error 
problem. 

Receiver 

The receiver section of the HP 4945A Transmission Im- 
pairment Measuring Set (Fig. 7) encompasses the major 
portion of the analog hardware of the instrument and occu- 
pies all or part of 10 of the 17 plug-in printed circuit boards. 
The measurement repertoire, which includes level, fre- 
quency, noise, signal-to-noise ratio, noise to ground, trans- 
ients, intermodulation distortion, phase and amplitude jit- 
ter, peak-to-average ratio, envelope delay, and return loss, 
is one of the most comprehensive available today in one 
instrument. Despite this array of measurement hardware, 
this instrument almost halves the number of adjustments 
required in older TIMS receivers. Other features, such as 
an expanded frequency range of 20 Hz to 110 kHz and a 
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Fig. 8. Instead ol a transformer, the HP 4945A TIMS has an 
active input circuit that provides a wider bandwidth, a wider 
range ol input impedances, smaller size, and lighter weight. 

dedicated microprocessor for flexible use of the hardware, 
make the HP 4945A a strong contribution to its field. 

The design challenge in the HP 4945A receiver was to 
meet all of the specifications for all of the measurements 
in a single instrument. The combination of wide bandwidth, 
high dynamic range, low noise floor, low distortion, high 
common-mode voltage range, and high longitudinal bal- 
ance* made the receiver design an exercise in creative com- 
promise. The approach that was taken was to make the 
receiver a highly programmable device. This approach al- 
lows the receiver architecture to be configured to optimize 
performance for a given measurement. Take, for example, 
the tradeoff between noise floor and dynamic range. To 
reject interfering out-of-band noise, a selective filter needs 
to be placed near the front end of the receiver, but to get 
the lowest noise floor, gain needs to be placed near the 
front end. This classic receiver design tradeoff was dealt 
with in the HP 4945A by having a microprocessor control 
the gain and filters, switching them in or out depending 
on the measurement conditions. 

Active Input 

The required balanced input to a TIMS has classically 
been implemented with a transformer, which works well 
(or the low bandwidths of older instruments (200 Hz to 4 
kHz). In the HP 4945A. an active input circuit (Fig. 8) 
makes possible a wider range of input impedances, in- 
creased bandwidth, smaller size, and lighter weight. With 
the input exposed to high common-mode voltages and 
lightning that can be present on many telephone lines, the 
durability of the active devices in the input circuit was a 
major design challenge. The final design incorporates 
plasma discharge devices for lightning protection and a 
high-voltage differential input circuit of discrete devices 
that uses ±100V power supply rails. Noise, longitudinal 
balance, and other key input features do not suffer because 

•A TIMS has nigh longitudinal balance at an input of output terminal pair il it has a high 
common-mode rejection ratio and equal impedances Irom ihe two terminals to ground 
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of the change from a passive to an active input. 

Basic Level Measuring Function 

The HP 4945A receiver needs to perform three kinds of 
ac measurements: average, rms, and peak. Fig. 9 shows the 
level-measuring circuit. The digital-to-analog converter 
(DAC). comparator, control logic, and up/down counter 
form a tracking analog-to-digital converter (ADC). For rms 
or average measurements, the input signal is detected by 
a square-law detector (rms detector in Fig. 9) or by a linear 
detector (absolute value circuit in Fig. 9). Many readings 
of the ADC output (counter contents) are taken by the mi- 
croprocessor and averaged. For peak measurements, the 
absolute value circuit is used and the counter is allowed 
to count only up. Again, the microprocessor averages many 
measurements. The output of the analog-to-digital conver- 
sion process has some dither and the quantization error is 
averaged out. 

A design goal was to minimize the number of manual 
adjustments. Accordingly, many of the receiver adjust- 
ments are done with software, that is, a known signal is 
applied, the result is measured, and the effect is quantified 
and stored in nonvolatile memory to be used later to correct 
measured values. 

The level-measuring circuit is calibrated in this way. A 
known signal of great precision is applied to the average 
detector and the response is measured. In this case, the 
precision calibration signal is a triangle wave derived from 
the up/down counter, the digital-to-analog converter, and 
a precision voltage reference. The A-to-D measurement ac- 
curacy is determined by the accuracy of the voltage refer- 
ence and the nonlinearity error of the DAC. 

Intermodulation Distortion (IMD) 

Another key to reducing the number of manual adjust- 
ments in the HP 4945A receiver is the implementation of 
the IMD measurement hardware. This circuitry measures 
the power levels of distortion signals in Ihree bands cen- 
tered at 520 Hz, 1900 Hz, and 2240 Hz. with bandwidths 
on the order of 90 Hz. Over each passband, the frequency 
response is very flat, yet large attenuation of out-of-band 
signals is required. An earlier approach to this problem 
uses three sixth-order bandpass filters of very high Q. This 



RMS 
Detector 











Calibration Signal 








AAA/ 


' 


1 


1 Precision 




Dlgital- 


Voltage 




to-Analog 


| Reference 




Converter 



Comparator 



Control 
Logic 



To Microprocessor 



4 



From Microprocessor 



Up Down 
Counter 



Fig. 9. The level measuring circuit is sell-calibrating. It is 
used lor rms, average, and peak measurements. 



Input 



Anlialias 
Fillers 




Output 



Clock 
Generation 



Microprocessor 
Frequency 
Selection 



Fig. 1 0. Manual ad/ustments ol the intermodulation distortion 
hardware were reduced from 19 to lour by this lilter-mixer 
implementation 

involves 19 adjustments in production for the alignment 
of the various filters. 

To reduce the amount of hardware and thus the number 
of adjustments, the amount of printed circuit board space, 
and the material cost, a new scheme was devised (Fig. 10). 
One eighth-order bandpass filter centered at 520 Hz maxi- 
mizes stability and minimizes the nonideal characteristics 
of the higher-frequency filters, and is preceded by a mixer, 
so the two higher-frequency distortion bands can use the 
same filter. Even with the addition of antialiasing filters, the 
number of components is reduced. The real benefit, however, 
is the elimination of 15 of the original 19 adjustments. 

P/AR Measurement 

Previous instruments that make peak-lo-average ratio 
(P/AR) measurements use an analog circuit for measuring 
the peak value of the P/AR signal. However, this signal by 
its nature has a very high peak-to-average ratio, about 6.5:1 , 
and the measurement is very sensitive to the accuracy of 
both the peak value and the average value measurements. 
The HP 4945A has a digital peak detector, which consists 
of a DAC, an up counter, and a comparator. The DAC in 
the HP 4945A circuit corresponds to the hold capacitor in 
conventional analog peak detectors. Peak detection is com- 
pletely programmable in the HP 4945A, and its accuracy 
is limited mainly by the DAC. which is considerably more 
accurate than a hold capacitor implementation. 

I/O Interfaces 

The HP 4945A is designed to accommodate three kinds 
of input/output interfaces: the HP 18162A HP-IB Interface, 
the HP 18163A RS-232-C Interface, and the HP 18165A 
HP-IL Interface. The HP 4945A has two I/O ports in its rear 
panel, either or both of which may house an interface mod- 
ule. In a typical application, the interface module would 
be in port 1, since port 2 may also be used for the demod- 
ulated jitter output board. 

The HP-IB interface is designed for the lab environment 
or a permanent rack-mounted application, in which the 
speed and flexibility of the HP-IB outweigh distance and 
cost considerations. The higher processing power of a 
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TIMS Mechanical Design 



The mechanical design of the HP 4945A involved several 
technologies new to Hewlett-Packard These technologies make 
it possible to meet the weight requirements of the Bell specifica- 
tion for portable instruments with rack-mount capabilities 

Weight reduction is partly achieved through the use of a welded 
wire frame consisting of one-eighth-inch-diameter steel rod and 
0.040-inch-thick C1010 sheet metal All members are then 
strategically oriented so that few support brackets are required, 
thus keeping the weight down The mounting of the printed circuit 
boards also contributes to the structural integrity, and the two 
50-watt power supplies are mounted on 0 050-mch-thick sheet 
metal and formed in such a way that they provide additional 
support for the frame 

The front and rear frames are designed with a special plastic 
process, co-injection molding Co-m|ection involves the injection 
of two different but compatible materials into the same mold. A 
solid material is injected first, covering the mold surface with a 
smooth solid skin. This is followed immediately by a second 
material containing a blowing agent, which forms a foamed in- 
terior In the frame. This process not only reduces weight, but 
also cuts costs by eliminating secondary painting operations. 

The front-panel controls are operated through a membrane 
panel overlay The overlay is attached with a peel-back adhesive, 
thus eliminating the need for any mechanical fasteners or 
switches. 

Using these technologies, we were able to build a package 
that includes 23 printed circuit boards and a seven-inch CRT, 
and still maintain a instrument weight of thirty-three pounds 

Ernie Hastings 
Product Designer 
Colorado Telecommunications Division 



mainframe or desktop HP-IB controller can be used to con- 
trol a group of instruments and run a variety of tests au- 
tomatically, storing the results on a disc and flagging out-of- 
specification measurements. 

The RS-232-C module is designed for use at a remote 
site, with access provided through a set of modems. The 
RS-232-C module supports baud rates from 50 to 9600, a 
variety of word lengths and stop-bit configurations, both 
full and half duplex operation with and without modem 
handshaking, and a choice of Enq/Ack, DC1/DC3. or no soft- 
ware handshake. Echo can be programmed on and off by 
commands over the interface. The remote instrument can be 
dialed up by a computer for automated testing, or called by 
a craftsperson for interactive manual testing from a terminal. 

The HP-1L module is intended for highly portable appli- 
cations in which a handheld computer like the HP-41C or 
the HP-71B automatically runs a set of tests, prints the 
results, and stores them, or simply provides a go/no-go 
result. 

A feature provided by all of the I/O modules is output 
mode. When a module is configured as an output device, 
a copy of the screen is output to a printer whenever the 
OUTPUT button on the front panel is pressed. This is ac- 
complished in the HP-IB and HP-IL modules by entering 



talk-only mode, while the RS-232-C module just dumps 
the data, provided that the modem handshake and software 
handshakes are satisfied. An HP-IB or HP-IL printer must 
be in listen-always mode for the output to be accepted. 

Interface Programming 

The operating parameters of the interfaces are pro- 
grammed from the HP 4945A front panel via the I/O setup 
menu. The various choices are displayed in the softkey 
label fields and are scrolled through allowed selections. 
The exception is the HP-IB address, which is entered di- 
rectly from the keyboard. An I/O module cannot access its 
own setup menu, but it can access the setup menu of the 
other I/O port. The two ports may both be in the same 
mode, or one may be in normal mode and the other may 
be in talk-only mode. Two controllers may take turns con- 
trolling the instrument through the different ports, but it 
is recommended that they not attempt to execute com- 
mands at the same time, since this may cause one or both 
controllers to hang up. 

Programming of the instrument is accomplished via 
mnemonic commands, all of which are three characters 
long and may or may not contain data. Rather than mimic 
the front panel in operation, each mnemonic programs the 
HP 4945A to a specific state. For example, VL3 programs 
the speaker to volume level 3, and FR01234 programs the 
transmitter to 1234 Hz. Either a semicolon or a line-feed 
character is accepted as a valid delimiter, and the HP-IL 
module accepts a colon delimiter to accommodate the HP- 
41C Handheld Computer. All of the modules accept lower- 
case commands. 

I/O Operation 

A set of data is requested from the HP 4945A with the 
command EXC. When the instrument receives the execute 
command from the module, it causes the receiver to make 
a measurement and return the data to the I/O module. The 
module appends a five-character header to each piece of 
data and sends it out to the controller. For example, receive 
frequency data has the header FRQCY. The last piece of 
data returned is a dummy, ENDST 0, which indicates that 
no more strings are coming. This allows the input routine 
to exit gracefully if the end-of-set data string is received 
before the desired string, for whatever reason. Should the 
controller attempt to enter data after receiving this string 
without sending the execute command, the bus will hang 
up. since no data is sent. When the HP 4945A is being used 
at a remote site with a terminal as the controlling device, 
the header string provides a quick identification of just 
what result each number represents, since most measure- 
ments result in more than one piece of data. 

The heart of each of the I/O modules is a ROMless Z8 
microprocessor and a standard system interface. The mod- 
ules differ only in interface hardware and firmware. The 
modules decode the mnemonics, presenting the HP 4945A 
with a series of interrupts and keycodes. which the system 
handles in the same way as input from the front panel. To 
keep front-panel inputs from corrupting measurements, all 
interfaces incorporate optional lockout of the front panel. 
The modules also format the output strings, adding the 
header. All of the interface-dependent handshaking is 
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taken care of by the I/O module processor, relieving the 
system processor of these tasks. 

System Firmware 

The HP 4945A system hardware is controlled by a 6800 
microprocessor. The system firmware uses approximately 
128K bytes of address space. To access this 128K-byte ad- 
dress space with the 6800. which can directly address only 
64K bytes, a bank switching scheme is used. A 16K-byte 
address space is used for the banks. Bank 0 contains RAM 
for the CRT display. Banks 1 through 7 are set up for seg- 
ments of ROM code. The other 48K bytes of the 6800 s 
address space contains 36K bytes of ROM. IK bytes of 
battery-backed RAM. 10K bytes of RAM, and lK bytes of 
address decoding for hardware control. 

The bank switching is made transparent to most of the 
firmware through the use of a segment management table 
and a segment entry point table for each bank. A special 
program was written for the firmware development system 
to aid in the generation and maintenance of these tables. 

Each segment management table contains dummy entry 
points to the procedures in its code segment. When one of 
these dummy entry points is called, it calls the segment 
manager, passing the bank number and index into the seg- 
ment entry point table for the called procedure. The segment 
management procedure then saves the current bank number 
and the return address of the calling procedure on a segment 
management stack. The return address of the calling proce- 
dure is then removed from the system stack, and the real 
entry point is called using the entry point tabic index passed 
by the dummy entry point. 

On completion of the procedure called through the seg- 
ment manager. Control returns to the segment manager. The 
segment manager then switches to the bank of the calling 
procedure. Control is then given to the return address. 

Receiver Interface 

The HP 4945A receiver processor is controlled by the 
system processor through a section of shared RAM. The 
system and receiver processors also share a common clock, 
which allows them to address the shared memory on oppo- 
site phases of the clock. This makes accesses to the shared 
RAM possible without any arbitration hardware. 

The shared RAM has two logical areas. One area contains 
a table of receiver control information and an access control 
variable. When the system needs to change the receiver func- 
tion, the access control variable is set to deny receiver access. 
Then the receiver is interrupted to ensure that it will wait 
for permission to reenter the critical area. 

The second logical area of the shared RAM is used to pass 
data from the receiver to the system. This is done with a 
queue data structure. The receiver processor puts data into 
the queue and updates the tail pointer. The system takes 
data out of the queue and updates the head pointer. Each 
pointer is one byte long anil is updated only after an entire 
data element is added or used. This allows the two proces- 
sors to process the data totally asynchronously. 



Interrupt Service 

All setup and control functions of the system occur as a 
result of interrupts. Both the maskable and the nonmaska- 
ble interrupt lines of the 6800 are used. 

The nonmaskable interrupt (NMI) is used exclusively by 
a UART (universal asynchronous receiver/transmitter) 
which receives master/slave data. This data must be read 
as it is received to prevent data overrun errors. The data 
is put into a queue and a process to dequeue and process 
the data is scheduled for execution as soon as the system 
has finished executing all higher-priority processes. 

The maskable interrupt can be generated from one of six 
sources: the front panel, a timer for scheduling processes, 
two I/O ports, the receiver, and the real-time clock. When 
an interrupt occurs, the hardware is polled to determine 
the source of the interrupt and the appropriate process is 
then executed to service the interrupt. 

A background idling process looks for data in the receiver 
queue. When data is found it can be displayed in one or 
more places on the CRT and sent to one or both I/O ports. 
The destination for the data is determined by a data routing 
table that has been set up by an interrupt service procedure. 
After the data has been processed, it is removed from the 
receiver queue. 

Error Handling Capabilities 

Extensive error checking at both a user level and at the 
system level is incorporated throughout the system soft- 
ware. User errors are reported to the user with warning 
beeps and messages on the CRT. An attempt is made to 
make system-level error recovery transparent. 

Having this extensive error checking in the code also 
proved very useful during the firmware development. The 
error handler was set up to display diagnostic information 
on the CRT when a system-level error occurred. This infor- 
mation included the type of error, the program address 
being executed, and a portion of the stack contents. After 
this, the error handler would wait for a front-panel key to 
be pressed to execute the recovery procedure. The diagnos- 
tic error messages and associated pauses are. of course, 
disabled in the production version of the firmware. 

Self-Test and Calibration 

The system software provides a number of service aids 
to verify that the system is functioning properly and to 
isolate hardware failures. 

On power-up, a set of service switches on the processor 
board is read. If they are in one of the DSA (digital signature 
analysis) positions, a DSA routine is executed. A technician 
can then take signatures to isolate a digital hardware prob- 
lem in the system. 

II the service switches are in their normal positions, the 
processor performs a self-test on its hardware. This is fol- 
lowed by tests on the rest of the instrument including the 
receiver, the transmitter, and any I/O module connected to 
the instrument. If any malfunction is detected, an error 
code is displayed on the CRT and the power-on sequence 
is paused until the operator presses a front-panel button 
to continue. 

After the instrument has gone through its power-up se- 
quence, an extensive diagnostic self-test can be run to 
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Weight, Size, and Noise Impact Power Supply and Display Design 



Restrictions on weigh! and size and noise coupling to other 
circuits had considerable impact on many design decisions lor 
the display circuit and power supply ot the HP 4945A TIMS. 

A CRT display with conventional magnetic deflection was cho- 
sen, and a design used in other HP products was adopted. An 
important criterion was that the display circuit have electronic 
positioning that is adjustable from the back side of the printed 
circuit board, the only side accessible m ihe HP 4945A's unusual 
mechanical package (see page 1 0) A certain amount of redesign 
was necessary to eliminate problems caused by the display's 
horizontal and vertical sweep frequencies of 20 kHz and 66 Hz 
coupling into the HP 4945A's transmitter and receiver By using 
a six-layer board with the ground plane being the outermost 
layer, redesigning inductors with RM-8 fernte cores, designing 
a new flyback transformer, and adding shields to the flyback 
transformer and deflection yoke, the coupling into other circuits 
was reduced to acceptable levels. 

Two Power Supplies Improve Noise Immunity 

The weight restriction had great influence on the power supply 
design. Power estimates were updated often throughout the de- 
sign process so that the power supply would not be any larger 
(heavier) than necessary, Wherever possible, lower-powered 
components were designed in. The use of latching relays alone 
saved over five watts of dc power Our initial estimates indicated 
lhal we needed about 70 watts of dc power 

Because of weight and size limitations, a switching power 
supply was the only type considered, and because of possible 
noise coupling problems, it was felt that the power supply switch- 
ing frequency had to be outside the 110-kHz bandwidth of the 
instrument. After some investigation, we decided to use two 50- 
watt, HP 65000A Series Power Supplies.' In this design, the 
switching frequency is variable from 150 to 210 kHz. Thanks to 
the miniature magnetic components used at these high switching 
frequencies, there was room in our package for two supplies. 



further verify the proper operation of the receiver or to 
isolate a hardware problem. A self-calibration procedure 
may also be run to ensure maximum measurement accu- 
racy. 
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Some customization was done on the supplies to provide 
additional output voltages and integrate the supply modules into 
Ihe HP 4945A package The present maximum load on the supplies 
with two I/O modules installed is 75 watts. The total weight of 
the assemblies is |ust over 4 5 lb (2 kg). A conventional line-fre- 
quency, 75-watt output transformer alone would weigh that much 

The two-supply system gave us another advantage, noise 
immunity. Since Ihe CRT display circuit pulls current at the sweep 
frequencies, we could have had 66-Hz and 20-kHz frequency 
components on all oulputs generated from one supply. Instead, 
we dedicated one supply to provide power to the display circuit 
and five digital-only boards lhat are immune to the small sweep 
frequency components on the supply's outputs These boards 
are the receiver processor, system processor, system memory, 
video generator, and keyboard. Any I/O modules and the dc fan, 
which draws currenl at approximately 120 Hz, also get Iheir 
power from this supply. 

The other supply provides the power to all the other as- 
semblies, some of which are very sensitive to Ihe display sweep 
frequencies. Considerable design still had to be done on some 
of Ihe daughterboards to reduce power supply noise to accept- 
able levels. 
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Master/Slave TIMS Operation Increases 
Productivity 

by Teresa L. Reh 



A TRANSMISSION IMPAIRMENT MEASURING SET 
(TIMS) measures most analog parameters of a chan- 
nel in an end-to-end fashion. This means that at 
each end of the channel to be tested it is necessary to have 
a TIMS operated by a highly skilled craftsperson. Since 
these measurements need to be coordinated between the 
transmitter at one end and the receiver at the other end. 
the two craftspersons need to be in contact. This usually 
means that they need a voice channel for communication, 
in addition to the channel being tested. 

The new HP 4945A TIMS has a master/slave mode that 
allows a single skilled operator to perform all necessary 
measurements from a central location. Two TIMS instru- 
ments are still necessary, but the one at the remote site 
only needs to be turned on and connected to the channel 
to be tested. An autocapture feature allows the master to 
capture the HP 4945A on the other end of the line without 
even putting the remote instrument into slave mode. This 
means that the person setting up the remote TIMS doesn't 
need to know how to operate the instrument at all. Nor 
does that person have to remain at the remote site. The 
additional channel previously needed for communication 
is no longer necessary. 

Master/slave operation is made possible by a combina- 
tion of hardware and firmware in the HP4945A. The master 
and slave instruments communicate over the four-wire 
channel under test using internal modems. The master/ 
slave firmware controls the level 2 (link layer) protocol 
and handles the data passed. It also passes control to other 
firmware modules. This firmware module is one of several 
modules that make up the interrupt service routines of the 
HP 4945A system firmware. 

Master/slave operation is not a new concept. It is patented 
by HP and is available in earlier TIMS models, the HP 
4943A and HP 4944A. The master/slave mode in the HP 
4945A is an upgrade of the earlier version and is backward 
compatible with it. 

The key philosophy behind the new masler/slave mode 
is transparency. This means that from the user's point of 
view, performing a measurement in master/slave mode is 
essentially the same as performing the same measurement 
in normal (manual) mode. 

The master can program all setup and measurement pa- 
rameters in the slave that are necessary to perform meaning- 
ful measurements. These include the slave's transmit level 
and frequency settings. This programming is done by the 
same key sequences that one would follow in manual Op* 
eration. with one exception. At some time in the sequence, 
the master/slave key must be activated and the direction 
of test chosen. 

The implementation of master/slave mode in the HP 
4945A provides major advantages over the previous ver- 



sion. With the HP 4945A. all necessary measurements and 
setups of the slave can be controlled through the master 
unit. Previously, the slave's transmit level could not be 
controlled, nor could the low impulse threshold setting for 
the impulse noise measurement or the slave's impedance 
and receiver bridge/terminate settings. 

The major contribution of master/slave mode in the HP 
HP 4945A is flexibility. This flexibility is built into the 
communication protocol. When an HP 4945A master talks 
to a slave, it is given capability information about the slave, 
so that it knows what subset of its own capabilities the 
slave has. This enables the master to report error conditions 
and warn the operator of improper configurations or of the 
slave's lack of a given capability. 

Master/Slave Communication 

The communicalion protocol used in the HP 4945 A for 
master/slave mode is specialized. It is a character-oriented 
protocol which in a way resembles IBM's bisynchronous 
protocol. Communication consists of message blocks ex- 
changed between master and slave in a four-wire half-du- 
plex fashion. There is also a secondary mode of communi- 
cation thai is compatible with the older master/slave ver- 
sion. In this mode, single bytes are exchanged between 
master and slave, again in half-duplex fashion. 

The message blocks consist of four parts. The first charac- 
ter is a header byte that identifies the type of block (i.e.. 
which one in a sequence). The second byte is called the 
byte count. It is equal to the number of bytes in the block 
following the byte count. The third part of the block is the 
data. As implied by the presence of the byte count, the 
data length (number of bytes) is variable. The block ends 
with a 16-bit (2-byte) block check character (BCC) used for 
error checking. The BCC is a cyclic redundancy code (CRC- 
16) which is computed for the entire block, including the 
header. This type of BCC provides detection of error bursts 
up to 16 bits in length and detects more than 99% of error 
bursts greater than 16 bits in length. 

The secondary method of communication involves ex- 
changing single bytes. Each byte contains its own byte-level 
error checking. The two least-significant bits are used for 
this purpose. A given byte in a communication sequence 
can be either a command or data. If it is a command, the 
two LSBs are 10. If it is data, they are 01. Hence, any byte 
containing a combination of LSBs other than the two stated 
will be regarded as erroneous and ignored. Likewise, if a 
byte with data format is received when a command is ex- 
pected, or vice versa, it will be ignored. 

Not only is the HP 4945A's level 2 communication pro- 
tocol specialized, but so is its level 1 protocol. The instru- 
ment is equipped with an internal modem, which transmits 
and receives FSK signals. The FSK frequencies and the 
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How Master/Slave Mode Works 



Operation of an HP 4945A TIMS in master/slave mode consists 
of two phases — the linkup phase (Fig 1) and the measurement 
phase (Fig. 2). Following proper setup of the two TIMS, the linkup 
begins when the master/slave softkey is activated When the link 
between the master and the slave has been properly established, 
the measurement phase begins. It continues until a new measure- 
ment is begun or the link is terminated. 

When two HP 4945As link up in master/slave mode they send 
message blocks alternately The master begins by transmitting 
an inquiry/hello message, which tells the slave that it wants to 
begin a linkup process. This block also tells the slave that the 
master is an HP 4945A The slave should then respond by send- 
ing to the master a block that tells what its capabilities and current 
setups are. The master will then know, for example, what noise 
filters the slave has, what its transmit level range is, etc. The 
current setup information tells the master what the slave's transmit 
level is and what its impedances are. The master responds by 
sending the slave a block that tells the slave what measurement 
to do and what its setups should be For example, the setup 
information for a transients measurement includes threshold set- 
tings for impulse noise low, gam hits and phase hits thresholds, 
step size, and count rate. The last message block In the sequence 
is sent from slave to master Here the slave tells the master 
whether or not it can perform the requested measurement, if it 
cannot, it tells whether or not it will loopback. (Loopback is a 
mode that a slave HP 4945A will go into if il cannot perform a 
requested measurement. The slave's transmitter repeats its in- 
coming signal at the level at which its transmitter is set.) In this 
final block, the slave also includes ranges for its transmit level 
and frequency. 

During linkup there is a mechanism for requesting retransmis- 
sion of a message block. When the master sends the hello 
block (i.e., the first biock), the slave will not respond until it has 
received a good HELLO block After a given time, if the master 
has not heard from the slave, it will repeal the hello block. For 
the other blocks, any time an erroneous block is received, the 
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instrument (master or slave) sends back a negative acknowledg- 
ment (nak) byte, which tells the sender to retransmit the last 
block If six NAKs occur in succession, the master will restart the 
entire linking process from the beginning. 

The measurement phase doesn't involve handshaking like the 
linkup phase does. Once linked, the measurement begins There 
are two different measurement directions, master-to-slave and 
slave-to-master. Measuring master-to-slave means that the two- 
wire circuit connected between the master's transmitter and the 
slave's receiver is the one being tested. Hence, the master trans- 
mits the proper test signal and the slave performs the measure- 
ment. The other channel is used to send the data to the master 
for display The data is sent in message blocks like those used 
for the linking process messages Measuring slave-to-master 
means that the circuil between the slave's transmitter and the 
master's receiver is the one being tested. The slave transmits 
the test signal while the master performs the measurement and 
displays the results. In Ihis case, the other channel is used by 
the master to send programming information to the slave This 
information tells the slave what level and frequency it should 
transmit. These message blocks are periodically repeated by 
the master since there cannot be a handshaking mechanism in 
the measurement phase to ensure that the message was properly 
received Of course, the slave does not respond to the data it 
an error is detected in the block. 

Now suppose a new measurement needs to be performed. To 
inform the slave of this event, a relink is done. A relink procedure 
is a subset of a full linkup. The master begins by sending the 
measurement block (the third block of the previous linkup se- 
quence) The slave replies with the RESPONSE block. In this case, 
it is not necessary to send the first and second blocks because 
the link has not been broken. The slave knows who its master is 
and the master knows what the slave's capabilities are This 
abbreviated protocol speeds up the relink process 

Master/slave mode is terminated by unlinking This is ac- 
complished when the master sends five consecutive abort com- 
mands to the slave Upon receiving two of these in succession, 
the slave stops what it was doing and returns to normal manual 
mode again 
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Fig. 1. Master/slave exchanges in the linkup phase 



Fig. 2. Master/slave communication in the measurement 
phase. 
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data rate are what makes it different. The mark (1200 Hz) 
and space (800 Hz) tones are modulated onto a fixed data 
carrier. 1990 Hz. The data rate was chosen to be 361 bits/sec- 
ond. These frequency choices were made to ensure com- 
patibility with the previous masterslave modems in the 
HP 4943A and HP 4944A TIMS. The seemingly odd fre- 
quencies avoid harmonic interference problems in the en- 
velope delay distortion measurement, which in the earlier 
TIMS is performed in the presence of FSK communication 
on the line under test. 
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DeSostoa, who originally designed the modem hardware, 
and Jim Quan. who later assumed responsibility for it. add- 
ing enhancements to it. 
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Testing the TIMS 

by Allan W. Dodge, Scott S. Neal, and Kurt R. Goldsmith 



THE KEY OBJECTIVES in testing the HP 4945 A TIMS 
were to measure its benchtop performance, to test 
its software, and to ensure high reliability to our 
customers. To measure the performance of the HP 4945A 
requires a very thorough HP-IB (IEEE 488) test system. This 
system completely tests the hardware and much of I he 
software of the HP 4945A. Other stand-alone programs were 
written to test the software fully. In parallel with this effort 
was the development of a comprehensive environmental 
and reliability test plan for the HP 4945A. 



Test System 

For single-frequency, sine wave transmitting and receiv- 
ing, the frequency range of the HP 4945A is 20 Hz to 110 
kHz at power levels of + 13 to -60 dBm and impedances 
of 135, 600, 900. or 1200 ohms. The test system needs to 
be accurate to at least 0.1 dB over this range, but to 0.01 
dB at 1 kHz and 0 to - 20 dBm. To test the transmitter, 
the HP 3455A Voltmeter is used for the larger signal levels. 
For the smaller signals a special amplifier was designed to 
boost all the signals to greater than 100 millivolts. 



Measuring Benchtop Performance 

Before we explain how the performance is measured, it 
is necessary to discuss the sources of the specifications for 
the HP 4945A, because some are specific to this type of 
product. 

The first source is the Bell System's Technical Reference 
PUB 41009, Transmission Parameters Affecting Voiceband 
Data Transmission — Measuring Techniques, May 1975. 
This document will be superseded by IEEE Standard P743. 
Methods and Equipment for Measuring the Transmission 
Characteristics of Analog Voice Frequency Circuits. These 
documents specify the desired performance for all the mea- 
surements made by the HP 4945A. The accuracy, range, 
response time, modulation, and other parameters are speci- 
fied for each measurement. Other sections cover general 
types of performance, such as longitudinal balance and 
return loss of the transmitter and receiver. 

The other major sources of the HP 4945A specifications 
are customers' inputs and the HP class B environmental 
and safety tests. 




Fig. 1. Longitudinal balance measurement with the transmit- 
ter oil Any difference in common-mode rejection or imped- 
ance to ground ol the two sides will show up as a voltage at 
the transformer 
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To tesl the receiver, two frequency synthesizers are re- 
quired. The HP 3325A generates signals down to 20 Hz, 
while the HP 333613, with its precision attenuator, generates 
signals as low as - 60 dBm. These sources are also switched 
by a VHF switch to the HP 4945A under test and to the 
HP 3455A Voltmeter. The synthesizers are switched to the 
HP 3455A to calibrate them and to correct for any wiring 
losses, especially at 110 kHz. 

The longitudinal balance of the transmitter and receiver 
needs to be greater than 90 dB at 50 Hz. This is not difficult 
to meet if transformers are used for signal coupling, but 
the HP 4945A is designed with active inputs and active 
outputs connected to a fixed ±100V supply- Thus the bal- 
ance measurement is extremely important, since many 
components can cause the balance to become impaired. 
Fig. 1 shows the setup for measuring the balance of the 
transmitter when its output is off. To measure the balance, 
the source is set to 30 Vac at 50 Hz and is divided by the 
resistor network. Any difference in the impedance to 
ground or in the common-mode rejection of the two sides 
will show up as a voltage at the transformer. The resistor 
network is accurate to 0.001% and the 1:1 transformer has 
a balance greater than 120 dB. This setup works very well 
and is used to test each production unit. 

Many other measurements in the receiver are tested by 
connecting the transmitter directly to the receiver and add- 
ing another tone that represents the noise or distortion for 
the measurement. Noise with tone, signal-to-noise ratio, 
and intermodulation distortion are measured in this man- 
ner with the HP 3336B Synthesizer supplying the noise 
tone. Amplitude jitter, phase jitter, and the transients mea- 
surements, however, require precise levels of amplitude or 
phase modulation. We are able to do this by using the HP 
8116A Pulse Generator to modulate the HP 3325A Signal 
Generator. Some of the modulation frequencies are as low 
as 8 Hz while other modulation signals are 4-ms pulses. 
Setting of precise modulation levels is done by measuring 
the modulation sidebands with the HP 3585A Spectrum 
Analyzer. 

Two Systems 

There are actually two separate test systems, one to test 
the transmitter and to run all the general tests, and another 
system to run the receiver tests (see photo, Fig. 2). This 
doubles the final test throughput. Each set of tests has about 
500 data points and takes about two hours to run. An HP 
9000 Model 226 Desktop Gomputer is used to run the tests. 
An internal HP software package called Standardized Over- 
head Test Software manages the test programs. This pack- 
age handles all the selecting of data points, printing of 
results, and storing of the data on flexible discs. Over 1800 
data points are programmed into both systems, with 1000 
of these included in the final tests. 

Software Testing 

To ensure quality in the HP 4945A software before it 
was committed to firmware, many separate efforts were 
initiated. An automated program was written to do an in- 
itial check after each version of the software was released 
from the lab. This testing was designed to catch major 
problems such as a missing feature or test function. The 
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Fig. 2. Systems lor transmitter and general tests (left) and 
for receiver tests (right). 

automated measurement test setup designed to test the 
hardware was also successful in finding the subtle software 
bugs. Many hours of actual use showed that changes in the 
human interface had to be made. 

Automated Program 

Because of the many functions and features included in 
the HP 4945A, an automated software verification program 
was needed to reduce the time to verify any software 
changes. The HP 4945A has over 200 different functions. 
These functions have five different modes including mas- 
ter/slave and compatibility with the earlier HP 4943A and 
HP 4944 A TIMS. To be able to test all the different functions 
in all the modes, the verification program was designed to 
use arrays containing proper responses for each of the dif- 
ferent modes of operation. When a mode was selected, the 
program would fetch from disc memory the array contain- 
ing the proper responses for all 200 functions in that mode. 
This method decreased memory requirements and the 
structured format was easy to modify and maintain. 

The 200 functions are divided into two types. The proper 
operation of the first type can be verified by their I/O re- 
sponses. The level frequency function is of this type and 
responds with a set of measurement values over the I/O 
channel. The second type of function cannot be verified 
over the I/O channel because a response is not part of the 
function. The action of selecting a filter for the noise mea- 
surement can only be verified by watching the selection 
process on the screen. The first type is easily verified by 
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checking the value and syntax of each response. The array 
structure was used for this. The second type was verified 
with a program that would prompt the test engineer with 
the function that should have been executed and it was 
left to the engineer to verify that the proper function was 
carried out. 

A special subprogram tested to see if random keypressing 
would be able to direct the processor lo nonexecutable 
code (send the system "into the weeds"). This " monkey at 
the keyboard" program would send random keystrokes and 
check to see if the HP 4945A was still responding. The last 
1000 keystrokes were always saved so that the offending 
sequence could be analyzed. 

The special printer output feature was tested by program- 
ming the HP-IB interface of the computer running the tests 
(an HP 9000 Model 216) to be a listen-onlv device. The 
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Fig. 3. Production tests tor 1983 shipments at the HP 4945 A 
TIMS were designed to ensure reliability. Twenty of the first 
production instruments were put through additional reliability 
assessment tests (see Fig. 4). Failure data was analyzed to 
improve the design, the parts, the production process, and 
the production tests. Failure analysis continues for current 
production instruments, using warranty repair and field ser- 
vice data as well as production tests. 



computer, with the help of a custom software driver, then 
looked like a printer to the HP 4945A. 

The automated test program saved many hours of verifi- 
cation time by testing all of the HP 4945A functions and 
features in under four hours of test time. As software en- 
hancements are released, this same test program will con- 
tinue to save time. 

Environmental and Reliability Test Program 

In addition to the normal HP class B environmental test- 
ing, which is in no way trivial, early production HP 4945As 
went through an extensive reliability test program, ac- 
ronymed RACE (Reliability Assessment, Control, and En- 
surance). This RACE strategy had four key elemenls. First, 
every instrument produced went through a series of tests, 
accumulating at least 240 hours of test time before being 
shipped. Second, the first production run of twenty instru- 
ments was held from finished goods inventory and placed 
in a reliability assessment test program until 5000 instru- 
ment hours had been logged. Third, every failure observed, 
not only in the tests but throughout the production process, 
was recorded and examined for significance. Finally, the 
design and production teams responded to the results of 
the tests and corrected any weaknesses before any instru- 
ments were shipped to customers. Except for the reliability 
assessment tests, this program has been continued for cur- 
rent production instruments, using warranty repair and 
field service data as well as production test data. 

Production Tests 

Fig. 3 is a flow chart of the production tests. The instru- 
ment assembly and pretest block includes not only board- 
level tests, but also a burn-in of the power supplies and 
display assemblies. These are run at at 55°C for 48 hours 
to pack the CRT phosphor and catch any early failures. All 
of the daughterboards are then loaded into the cabinet as- 
sembly and calibrated, and then the instrument must pass 
its diagnostic self-check (DSC) on the technician's bench. 

A benchtop vibration and shock test is then performed 
to catch any loose hardware or components. The 19-hour 
burn-in consists of ten cycles from 0 to 65°C with power 
being cycled as well. Research indicated lhal rapid temper- 
ature excursions of ten cycles or more would cause the 
majority of infant mortality failures to occur in electronic 
assemblies. 1 

After burn-in, the automated final test (performance ver- 
ification) is run. The first production run of twenty units 
was then slated for further testing, while all other instru- 
ments run DSC until a total of 240 hours are accumulated 
on each instrument. There are two reasons for this. First, 
we feel that 240 hours is a minimum amount of on-time 
to provide a high degree of confidence in the reliability of 
an instrument of this complexity. Second, early in the HP 
4945A's life, we wanted to make sure that the DSC had no 
hardware or software bugs in it that would result in addi- 
tional "failures" and warranty costs. It was necessary to 
have as large a sample as possible to catch any possible 
bugs within the self-check. 

Reliability Assessment Tests 

Fig. 4 is a flow chart of the reliability assessmenl tests 
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to which the first twenty instruments were subjected. In 
addition to the 240-hour minimum on each instrument, 
this program was required to accrue at least 5000 instru- 
ment-hours of test time. These tests were not designed to 
predict or measure the failure rate, but rather to stress the 
instrument to find weaknesses in our designs, components, 
and processes before any instruments were shipped to 
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Fig. 4. Reliability assessment tests were intended to stress 
the instruments to find weaknesses in the design, compo- 
nents, and processes. 



customers. 

This program had two types of tests. Five of the first 
twenty units went through a traditional HP class B environ- 
mental test. However, the full final performance test was 
run at the temperature extremes of 0 and 55°C. as well as 
at 40° and 90% relative humidity. The diagnostic self-check 
was used as the performance criterion for all of the other 
class B testing. Final safety certification was also performed 
on a few of these production units. 

The remaining 15 units took a different path in the test 
program. These units went through a series of temperature 
and power cycles just as in the production burn-in test, 
followed by the benchtop vibration and shock test to con- 
firm mechanical integrity. After that, four hours of 40°C at 
87% relative humidity was called for. The relative humidily 
of 87% was selected because it provides enough humidity 
to test the moisture resistance of the components and high- 
impedance nodes, but not so much moisture that conden- 
sation forms on the instruments during the test. 

This high-humidity test was followed by a drying-out 
period of 24 hours at 50°C, with power occasionally being 
pulsed on and off to stress the semiconductor components. 2 

The full performance verification tests at the environ- 
mental extremes were so useful in finding weaknesses that 
all twenty units went through that series of tests, many 
units more than once. As a result, we logged nearly 13,000 
hours of instrument test time. 

The key to this reliability assessment program was not 
in performing the tests, but in doing something with the 
data taken during the tests, and reacting to the results of 
that data. All of the relevant data — which measurement 
failed, which component caused the failure, and the exact 
failure mechanism of the component — was logged and 
cross-referenced for tracking and correlation analysis. 

All discrepancies were summarized and examined for 
correlation with measurement, environmental conditions, 
particular assembly, and component part number. This was 
done by engineers who were intimately familiar with the 
design, manufacture, and testing of the instrument. It was 
suprising how easily nonrandom failures were identified. 
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Semiconductor Research Corporation: A 
Perspective on Cooperative Research 

Hewlett-Packard and other U.S. makers and users of 
semiconductor devices join forces to support universities 
in an innovative microelectronics research program. 



by Richard A. Lucie 



MUCH HAS BEEN PUBLISHED recently about indus- 
trial cooperative research programs. Hewlett-Pack- 
ard is currently participating in several of these 
cooperative arrangements, including the Semiconductor 
Research Corporation. 

The SRC's objective is to plan and implement an innova- 
tive university research program designed to help retain 
the vitality of U.S. semiconductor producers. This SRC 
cooperative research concept is already beini> emulated by 
other industries that recognize the need for cooperative 
research. 

Why has there been a recent increase in the popularity 
of cooperative research? What is the impetus for these ar- 
rangements? The answer is threefold. First, there is the 
leverage obtained by combining scarce research funds to 
accomplish more in concert than any one company could 
achieve on its own. This is particularly true in the capital- 
intensive integrated circuit environment. A second factor 
is the elimination of unproductive duplication of effort. 
There exists a tremendous potential for increased efficiency 
if generic technology development can be focused in a few 
locations and the results shared with all participants. Fi- 
nally, the Tax Powers Act of 1981 made it financially attrac- 
tive for U.S. industry to participate in cooperative R&D 
efforts. In other countries, the integrated circuit industry 
has experienced a favorable cooperative climate for many 
years, but this favorable climate has only recently been 
developed in the United States. This accounts in part for 
the disadvantage perceived in this fiercely competitive 
market by U.S. semiconductor makers. 

• Wide variety of manufacturing processes 

• Need tor microscopic control ol cleanness as well as physical dimensions 

• Computer-based control and Intormallon systems 

• Sophisticated control and testing techniques to ensure quality materials 
lor the manulacture ol quality products 

• Rapid advances in product design and manufacturing processes 

• Trends toward automation in manulactunng 

• Large capital investments 

• Requirements lor diverse materials including many thai are hazardous 

• Increasing public concern about environmental health and salety 

• Vigorous international competition 

Fig. f. VLSI manufacturing challenges lacing the U.S. 
semiconductor industry today 



The SRC was conceived in this environment of concern 
for the long-term viability of the U.S. semiconductor indus- 
try. It was recognized by some key industry leaders that 
the same old way of doing business was a prescription for 
failure. Their concept was that many of the current 
semiconductor research needs were of a generic nature and 
could be dealt with in a cooperative fashion, without com- 
promising the proprietary contributions needed to keep 
the industry competitive. This concept evolved into the 
Semiconductor Research Corporation. 

Funding Generic Research 

There are two approaches to cooperative funding of the 
generic research needs of the industry. The first was articu- 
lated by Robert Noyce, Vice Chairman of Intel Corporation, 
in an address to the Industrial Research Institute in October 
1981. He considered the basic scientific knowledge and 
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Fig. 2. U.S. semiconductor manufacturers' market share has 
been slipping recently 
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trained manpower of the semiconductor industry as com- 
mon resources that are being depleted in the United States 
through exploitation by many users operating according to 
individual self-interest. The replenishment of those com- 
mon resources was seen by Dr. Noyce as a collective respon- 
sibility of the industry, and although there is no way to 
assure that nonpayers would be nonbeneficiaries. the over- 
all result is a positive-sum game, that is, the differential 
advantage to participants will be positive. 

The second approach is voiced in a description of the 
SRC by Erich Bloch, the Chairman of the SRC's Board of 
Directors. He notes that U.S. universities have dual respon- 
sibilities for sustaining or increasing the technological 
momentum of industry: education and research. As the 
semiconductor industry and closely related industries such 
as computers and telecommunications have experienced a 
dramatic surge of technological progress, costs have in- 
creased rapidly for the universities that are educating future 
scientists and technologists and performing the relevant 
research on which the intermediate and long-term future 
depends. Many universities have found it difficult to keep 
pace with costs even with increased support by the govern- 
ment. The SRC is an initiative on the part of industry to 
increase support of the universities in their efforts to re- 
spond to these crucial industry needs. The principal theme 
of this initiative is cooperation by industry in the defini- 
tion, guidance, and support of university-conducted rele- 
vant generic research. Benefits of the cooperative approach 
beyond those of individual company-university relation- 
ships include the following: 

■ Cooperation of semiconductor producers, users, and 
suppliers will provide a clearer pattern of technology 
direction and opportunities and will increase both the 
relevance and the exploitable yield of university efforts. 

■ Combined resources will enable the establishment of 
significant programs that are beyond the means of indi- 
vidual companies. 

■ The cooperative effort will spotlight the technology area 
and attract additional talent to the effort. 

■ Cooperation will promote efficiency by decreasing acci- 
dental redundancy in research efforts. 

Both the industry and the universities are sure to benefit 
from the expanded scale of interactions and of research 
activities. 

History and Status of the U.S. Semiconductor Industry 

The SRC is a natural derivative of the development of 
semiconductor technology in the United States. The 
generic technology on which this industry is based was 
spawned by Bell Telephone Laboratories in the 15 years 
following the invention of the transistor, and was stimu- 
lated by a major infusion of funding from the U.S. defense 
establishment for research in both industrial and university 
laboratories. The growth of the semiconductor device in- 
dustry was so rapid that by the mid-1960s, developments 
within the industry were outpacing the ancillary research 
community. Both Bell Laboratories and the U.S. Depart- 
ment of Defense refocused their efforts on the application 
of the fruits of their earlier research rather than the con- 
tinued advancement of the generic technology. Support of 
academic research shifted in emphasis to longer-range. 



more speculative areas such as compound semiconduc- 
tors." Research directed to both the near-term and long- 
range needs of the mainstream semiconductor industry was 
largely confined to the laboratories of the companies pro- 
ducing the devices. Both merchant producers and the grow- 
ing number of captive semiconductor producers were in- 
volved. The circumstances had negative impacts. First, the 
competitive companies were reluctant to share research 
results that might provide a competitive advantage. This 
slowed but did not stop the diffusion of new results. Sec- 
ond, the research efforts became highly redundant. Each 
company found it necessary to apply its efforts to very 
similar topics to avoid being left behind in a critical, rapidly 
developing technology. Gradually, research became fo- 
cused on the solution of near-term problems, and the 
generic technology for the longer-range future was neg- 
lected. Third and most important, the structure of the in- 
dustry and the economy resulted in an erosion of the re- 
sources available for research, and it was necessary for 
each company to apply these resources to current product 
development to remain competitive. 

In recent years, the U.S. semiconductor industry has been 
faced with numerous challenges. Rapid technological ad- 
vances have necessitated rapid turnover of capital invest- 
ments whose replacement costs are escalating dramatically. 
Manufacturing processes are becoming more complex as 
well as more numerous. As the physical dimensions of 
semiconductor devices have shrunk, the need for micro- 
scopic control of cleanness as well as physical dimensions 
has become acute. Vigorous foreign competition based 
primarily on product quality has continued to erode market 
share. Also, at the same lime that requirements for diverse 
materials, including many thai are hazardous, have been 
on the rise in. semiconductor processing, there has been 
increasing public concern about environmental health and 

'Research in compound semiconductors is an important element ot the generic technology 
(or luture semiconductor products However, it represents just one ot the areas that need 
to be addressed It is |ust as possible that new generations of capabilities may be based 
on the evolution ot silicon technology into radically new device structures as It is that new 
but less developed material systems, such as the lll-V semiconductors, will provide these 
capabilities Each candidate technology must be addressed in a comprehensive genenc 
technology at a level commensurate with its perceived role 




Fig. 3. Offices ot the SRC in Research Triangle Park. North 
Carolina 
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safety. Fig. 1 is a more complete list of these VLSI (very- 
large-scale integration) manufacturing challenges now fac- 
ing the semiconductor industry. 

Many of these factors have acted in concert on the U.S. 
semiconductor industry at the same time that semiconduc- 
tor users' expectations are increasing. It should be obvious 
that if customers' expectations are increasing and the com- 
petition can meet these expectations, anyone who does not 
respond to the challenges does not have a bright future. 
Indeed, the market share enjoyed by U.S. semiconductor 
manufacturers has been slipping in recent months (Fig. 2). 
The changes that are developing in the microelectronics 
industry and its technology base will have far-reaching 
effects on the participating professions and institutions. 

Plight of Engineering Education 

Engineering education has become a major concern for 
a country increasingly dependent on technological ad- 
vancement. Colleges and universities are almost univer- 
sally experiencing accelerating enrollment in engineering 
fields. This renewed interest in engineering careers is plac- 
ing a tremendous burden on faculty and facilities. Many 
university laboratories contain hopelessly outdated equip- 
ment while escalating costs for new equipment keep mod- 
ernization always out of reach. The industrial demand for 
qualified engineers is so great thai salaries have been driven 
far above what most universities can afford. Some observers 
have concluded that this has caused a net loss of 400 uni- 
versity professors a year. In the field of semiconductor 
electronics, the problem has been intensified by dramatic 
reductions in government funding of silicon-related re- 
search. The result has been an increasingly limited supply 
of competent graduates prepared to work and contribute 
to the U.S. semiconductor industry. Both Japan atid Russia 
are currently graduating many times more engineers per 
capita than the United States. It is obvious to many industry 
executives that this situation must be dramatically im- 
proved without delay since the IC technology turnover rate 
is now faster than the rate at which we can train new 
microelectronics engineers. If the education system could 
be corrected immediately, it would be approximately three 
years before industry would even begin to experience the 
results. 
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Fig. 4. Ma/or areas ol interest of the SRC research program. 



SRC History and Organization 

Given the current status of the U.S. semiconductor indus- 
try, there is a major role for the type of institution with 
which HP is now associated, the Semiconductor Research 
Cooperation. This role is centered on the evolution of a 
generic technology base that serves as a common founda- 
tion on which to build the competitive efforts of the future. 
This generic technology includes all of the material, device, 
design, and system skills required to build future complex 
systems on silicon. 

The SRC was conceived in late 1981. when executives 
of major U.S. companies that produce and/or use semicon- 
ductor products recognized that the erosion of the generic 
technology base coupled with government-financed efforts 
in other countries constituted an important competitive 
threat to their industry. Recognizing that a government- 
based response to this threat was unlikely, they decided 
to undertake a cooperative industry-initiated response. 
After considerable discussion, a concept emerged that has 
become the SRC. According to this concept , the SRC will: 

■ Be sponsored by member companies through fees based 
on semiconductor sales or use, or semiconductor-related 
sales 

■ Provide knowledgeable and professional planning of an 
industrywide research program 

■ Contract for research to be coordinated by an industry/ 
SRC technical advisory board 

■ Play an active role in monitoring research progress and 
transferring results back to industry 

■ Establish both: 

□ University centers of excellence with long-term, major 
thrust areas 

□ Additional research activities based on short-term, 
more precisely defined objectives 

■ Result in: 

□ Establishment of a major, focused, generic research 
program supportive of the needs of the semiconductor 
industry 

□ More relevant graduate education and a larger supply 
of graduate students 

o Improved communication within the U.S. semicon- 
ductor community. 
Subsidiary research objectives that are consistent with 
this concept include the following: 

■ Provide a clearer view of directions, limits, oppor- 
tunities, and problems in generic technologies 

■ Decrease fragmentation and redundancy in U.S. 
Semiconductor research 

■ Establish above-threshold research efforts for critical 
areas that are beyond the resources of many cooperating 
companies 

■ Enhance the image of the industry to attract needed talent 

■ Increase industry-university ties 

■ Provide a scientific and technical information base for 
industry development efforts 

■ Attract highly qualified students to graduate programs 
in semiconductor research 

■ Help universities attract anil retain competent faculty in 
semiconductor-related areas. 

As part of this set of objectives, it was agreed that, to 
broaden the institutional base, the SRC program should 
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encompass universities that are not presently leaders in 
semiconductor research, while increasing the level of effort 
in universities already active in this technology. 

By early 1982. the SRC concept was sufficiently ad- 
vanced so that, under the aegis of the Semiconductor Indus- 
tries Association, the SRC was incorporated and bylaws 
were written. In May 1982, Larry W. Sumney. former direc- 
tor of the Department of Defense very high-speed integrated 
circuit program (VHSIC), was hired as Executive Director 
of the SRC. In September 1982, offices of the SRC were 
established in the Research Triangle Park of North 
Carolina (Fig. 3), initial staff was hired, and efforts to 
establish the research program were initiated. In November, 
eight universities were selected for award of the first re- 
search contracts and 166 proposals were received from 63 
universities. By the end of 1983, over thirty-eight U.S. uni- 
versities were participating in the SRC research program. 

The SRC exists as a cooperative effort of companies that 
produce or use semiconductor devices or are major 
suppliers to the semiconductor industry. Present member- 
ship includes: 

Advanced Micro Devices, Incorporated 

American Telephone and Telegraph Company 

Burroughs Corporation 

Control Data Corporation 

Digital Equipment Corporation 

E.I. du Pont de Nemours & Company 

Eaton Corporation 

E-Systems, Incorporated 

GCA Corporation 

General Electric Company 

General Instrument Corporation 

Goodyear Aerospace Corporation 

Harris Corporation 

Hewlett-Packard Company 

Honeywell, Incorporated 

IBM Corporation 

Intel Corporation 

LSI Logic Corporation 

Monolithic Memories, Incorporated 

Monsanto Company 

Motorola, Incorporated 

National Semiconductor Corporation 

Perkin-Elmer Corporation 

RCA Corporation 

Rockwell International 

SEMI (Chapter)* 

Silicon Systems. Incorporated 

Sperry Corporation 

Texas Instruments, Incorporated 

Union Carbide Corporation 

Varian Associates. Incorporated 

Westinghouse Electric Corporation 

Xerox Corporation 

Zilog Corporation 
The SRC is operated by a Board of Directors, which estab- 
lishes major policy for the SRC, approves major contract 
awards, approves the appointment of Technical Advisory 

"Several small manufacturers wno could not separately attord the minimum SRC entry tee 
have established a chapler under the aegis ol the Semiconductor Equipment and Materials 
Institute In th>s way. several small companies can participate in ihe SRC for one entry fee 



Board members and key members of the professional staff, 
and oversees the development and operations of the organi- 
zation. Members of the Board of Directors are selected by 
the member companies, usually from their own upper 
levels of management. 

The Technical Advisory Board has an active role in the 
evolution of the research strategy and the evaluation of 
proposals. It provides an important conduit for the flow of 
information from industry to SRC research contracts, and 
for the flow of research results from the SRC to industry. 
The Technical Advisory Board advises the SRC on what 
research should be funded. Technical Advisory Board 
members are appointed by the member companies. They 
are well qualified to give technical guidance and to repre- 
sent their companies' positions. 

The full-time SRC staff consists of both regular, perma- 
nent employees and industry personnel assigned to work 
with the SRC for defined tours of one year or more. This 
staff, under the direction of the Board of Directors and with 
the advice of the Technical Advisory Board, formulates 
and implements the research program of the SRC. It is 
intended that the permanent staff remain small so that the 
active participation of the Board of Directors, Technical 
Advisory Board, and industry assignees will continue to 
be necessary to carry out, manage, and direct the SRC pro- 
gram. In addition, it is planned that each researcher will 
have an individual identified as an industry resource con- 



Microstructure Sciences 

• Integralable high-speed logic elements with state discrimination 
capability in the 5-10-1 0-femtO|Oule range 

• Compatible interconnection technology, including mixed technologies, 
low-impedance conductors, low-impedance contacts, wafer-scale 
integration 

• High-density dynamic HAMs 

• Logic chips with greater than 1 -million-gate equivalence 

• Accurate 1 6-bit analog-to-digital and digital-to-analog conversion 

• Field-recontigurable chip technology 

Design Sciences 

• Chip tunctional designs with 10 • performance advantages over the 
existing state o( the an 

• Chip functional designs with reduced interconnection requirements 

• System synthesis capabilities at the 10 e -logic-element, 10 "-bit-memory 
level 

• Affordable generic testability methods with -95% fault coverage 

• Reconfigurable and or fault tolerant system design methodologies 

• Hierarchical design systems that require <6 engineer months between 
system specification and error-tree layouts 

Manufacturing Sciences 

• Defect control permitting production ol chips with defect densities below 

0.25>cm J 

• Process automation permitting wide product mixes from the same 
tabrication line and a 5 • improvement in productivity 

• Reduction in fabrication line capital costs tor a given production level 

• Real-lime correlation ol process, device, and circuit models in the 
production environment 

• Cost-effective package technologies that extend to 100W dissipation, 
high-speed interfaces, optical input output, system-level packaging, 400 
pons 

• Product quality assurance at l 10 6 reiect level and improvement in chip 
reliability of 2 ■ without burn-in 

• Materials and controls that eliminate yield degradation caused by 
material variables 

• Metrology techniques and accuracies that support other manulactunng 
sciences goals. 



Fig. 5. Research goals in the major areas ol interest 
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tact (industrial mentor) to provide assistance and informa- 
tion when required. 

SRC Research Program 

Before the SRC research program was initiated, a strategy 
for the program was adopted that identifies the major areas 
of interest. The major areas are microstructure. design, and 
manufacturing sciences (see Fig. 4). 

A three-tier layer of research activities is envisioned con- 
sisting of individual project awards, centers of excellence, 
and lead centers. The first level is intended to include 
those research activities centered around one or two faculty 
members and their students. Contracts will be awarded in 
a competitive process based on solicitation of proposals 

Microstructure Sciences 
Centers and Programs 



Cornell 


Microscience and Technology. Dr Jeffrey Frey 


RPI 


Beam Technology. Dr Andrew J Steckl 


MIT 


3D Circuits and Systems Technology. Dr Paul 




Penfield.Jr 


UC Santa Barbara. 


III- V Memory. Dr JimMerz 


Stanlord 




Materials and Phenomena 


Illinois 


Interactions During Vapor Phase Growth. 




Dr. J.E.Greene 


Yale 


Process- Induced Radiation Effects, Dr. 




Tso-ping Ma 


Slanford 


Origin of Interface States. Dr Clayton W 




Bates. Jr 


Yale 


Thin Insulators. Dr Richard D Barker 


Device Structures and Behavior 


Purdue 


Heterostructure Devices, Dr. M.S 




Lundstrom 


Stanford 


Complementary MESFETs. Dr James D 




Plummer 


Carnegie-Mellon 


Polysihcon in IC Processes, Dr D.W Greve 


Arizona 


Bipolar Transistors, Dr B.M Wilamowski 


Vermonl 


Low-Temperature VLSI. Dr Richard L 




Anderson 


Illinois 


Reliability Physics. Dr C T Sah 


Florida 


Polysilicon Emitters. Dr Dorothea E Burk 


Interconnections and Contacts 


Minnesota 


Low-Resistance Ohmic Contacts, Dr. Gary Y. 




Robinson 


Mississippi Slate 


Multilevel Interconnectors, Dr Thomas E. 




Wade 


Stanlord 


Multilevel Interconnections and Contacts. Dr. 




James D Meindl 


Arizona 


Silicide CVD. Dr James N Fordernwalt 


UCLA 


MBE Siliodes. Dr K.L. Wang 


Wisconsin 


Silicide Metallizations. Dr MaxG Lagally 


Processes 




Notre Dame 


Annealing in Silicon, Dr Richard Kwor 


Pennsylvania State 


Thermal Nitndation, Dr Richard E Tresslerand 




Dr. Joseph R. Monkowski 


Minnesota 


Low-Temperature Epitaxy. Dr RayM Warner. 
Jr. 


Pensylvania State 


Plasma and Reactive Ion Etching, Dr Joseph 




Slach 


use 


Laser Mask Repair, Dr Susan D Allen 


Johns Hopkins 


Cluster Ion Beams, Dr Kit H. Bower, Jr 



for innovative research. At the second level, centers of 
excellence are being established through negotiation and 
competition. These centers will consist of team efforts with 
themes that can correspond to major areas in the strategy 
or other mutually acceptable topics that are deemed to be 
of considerable importance. An effort is being made to 
supplement center themes with research vehicles that pro- 
vide additional focus to the efforts. The third tier of planned 
research activity, the lead center, provides a framework for 
amalgamating related efforts and facilities of multiple in- 
stitutions into a structure of coordinated research. The im- 
plementation of lead centers will evolve from the present 
project-center activities at some time in the future. 

In addition to the three-tier structure of research de- 





Design Sciences 


Centers and Programs 




Carnegie-Mellon 


Design Automation CAD Center Dr S W 




Director 


UC Berkeley 


Design Center in CAD ICS, Dr. Donald 0. 




Pederson 


Chip and Circuit Design 




North Carolina 


Software Methodology. Dr Frederick P 




Brooks, Jr 


Iowa 


Speed-independent VLSI, Dr. S.M. Reddy 


Texas ASM 


Analog CAD. Dr Phillip E.Allen 


Brown 


Silicon Compilation, Dr. John E Savage 


Arizona 


MOS Simulations for CAD. Dr OlgierdA 




Palusinski 


Testability, Verification, and Simulation 


Illinois 


Design Verification and Tesling, Dr Timothy 




N Trick 


Illinois 


Test Design, Dr Jacob Abraham 


Arizona Stale 


Three-Dimensional Simulator, Dr Lex 




A Akers 


Carnegie- Mellon 


Testable VLSI. Dr. John Paul Shen 


Chip Layout 




Columbia 


VLSI Circuit Layout, Dr. Omar Wing 


MCNC 


Symbolic Layout. Dr. Jonathan B Rosenberg 


Rochester 


CAD for Layout, Dr Edwin Kinnen 


Chip Architecture 




South Carolina 


Signal Processors. Dr. Matthew Yuschik 


Illinois 


VLSI Arrays. Dr FP Preparata, Dr D.J Brown 


Manufacturing Sciences 


Centers and Programs 




Stanford 


Manufacturing Science and Technology, Dr 




James D Meindl 


MCNC 


IC Manufactunng Technology, Dr Carlton 




Osburn 


Michigan 


Automation in Semiconductor Manufacture Dr 


Ken Wise 


Clemson 


VLSI Reliability Research, Dr Jay W Lathrop 


Analytical Techniques 




Minnesota 


Acoustical Microscopy. Dr Rolf K Mueller 


North Carolina 


Digital SEM. Dr. Roy H Propst 


Packaging 




Arizona 


VLSI Packaging and Interconnection Research. 




Dr . John Prince 


Stanford 


Cooling Techniques, Dr R Fabian Pease 


Georgia Tech 


VLSI Bond Interfaces. Dr B R Livesay 


Cornell 


Interface Delects in Ceramic Substrates. 




Dr. Rishi Ra| 


Yield Enhancement 




MIT 


Si Defects and Internal Gettering, Dr Harry 



C Gatos 



Fig. 6. Current SRC-supported centers, programs, and projects 
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scribed above, another program component referred to as 
a "new thrust" is provided. This is a mechanism for im- 
plementation of focused research efforts that respond to 
needs, opportunities, or technological threats beyond the 
outlined research strategy. Such efforts will be initiated 
either through competitive solicitations or from unsolicited 
proposals. Examples might include areas such as com- 
pound semiconductors, high-power ICs. novel architec- 
tures, electrooptical ICs, or precision processing. 

The initial implementation of the SRC research program 
is based on a broad solicitation for research proposals that 
was distributed in the fall of 1982. As noted, the competi- 
tive solicitation resulted in 166 proposals that were 
evaluated and ranked in the three major categories of the 
research strategy. This process resulted in a decision to 
make awards of approximately 40 contracts to 26 univer- 
sities. In addition. 37 proposals from two universities, 
Rensselaer Polytechnic Institute and Massachusetts Insti- 
tute of Technology, and one university group, the Micro- 
electronics Center of North Carolina, were removed from 
the competitive evaluation and instead are serving as a 
basis for the establishment of three well-focused research 
programs. In parallel with this broad solicitation, centers 
of excellence have been established at Cornell University 
in the area of microscience and technology and at the Uni- 
versity of California at Berkeley and Carnegie-Mellon Uni- 
versity in computer-aided design. 

A set of goals was established to direct and focus the SRC 
research program (see Fig. 5). These goals enumerate capa- 
bilities desired by SRC sponsoring companies in the 1990 
time period. The SRC recognizes that the goals appear to 
emphasize an orderly evolution of its present technology; 
however, creative and original alternative approaches to 
these goals will also be supported. 

The individual goals are stated in ways that provide spe- 
cific benchmarks. For a coherent body of technical capabil- 
ity, each goal must be viewed in the context of the others. 
The capabilities addressed by these goals extend to demon- 
strable producibility. However, commercial practice is ex- 
pected to occur in industries that support the SRC, not at 
the universities. The task of the universities is to provide 
the research necessary to support the goals. 

A current list of supported research includes the centers, 
programs, and projects shown in Fig. 6. One of these is 
highlighted in Fig. 7. Fig. 8 shows the current and planned 
size of the SRC program. 

University-Industry Linkages 

One promise of the SRC program is for improved contact 
and communication between industry and the academic 
research community. The SRC is not only aware of the 
potential for this enhanced communication, but also is con- 
sidering mechanisms for transferring research results from 
universities to member companies. Programs have been 
implemented to accomplish these objectives: 
■ SRC Monitoring/Management. An SRC technical project 
manager is assigned to each of the research contracts. It 
is this manager's responsibility to provide the prime in- 
terface to the contractor for the technical direction of 
the research and to formulate the nature and level of 
continued SRC support. To carry out these duties, the 



technical project manager uses knowledge of the re- 
search and its progress, as well as inputs and advice 
from the Technical Advisory Board, the industrial men- 
tor (see below). SRC members, and whatever other 
sources may be available, and must use the project evalu- 
ation strategy now being developed by the SRC. 
Industry Assignees. Two modes of participation for in- 
dustry assignees in SRC activities are available. In one, 
the assignee joins the SRC staff for a period of at least 
one year and participates in the implementation and 
management of the SRC research program. This provides 
opportunities to obtain experience in program manage- 
ment, broad knowledge of semiconductor research activ- 
ities, and a working introduction to the academic re- 
search community. It also constitutes a major contribu- 
tion to the development of the SRC. The second indus- 
trial assignee mode, identified as the Researcher in Resi- 
dence, is more focused technically. The assignee spends 
a defined period of time working in the university labo- 
ratory with one or more academic researchers. The re- 
search is strengthened by the assignee"s experience and 
capabilities while the assignee gains intimate knowledge 
of the university research. This is probably the most 
effective method of technology transfer. The potential 
for industrial assignee participation exists with all SRC 
contractors, but in some of the more popular technology 
areas it may be necessary to rotate opportunities among 
SRC members. Both junior and senior technical staff may 
be considered for industrial assignee opportunities in 
SRC-supporled University laboratories, and educational 
objectives or participation in teaching are desirable ad- 
ditions to the technology transfer function. Minimum 
stays of three months and normal tours of one year are 
suggested. The assignee has the responsibility for defin- 
ing with the appropriate university person the specific 
mode of research participation and other activities. 
SRC Information Central. The dissemination of technical 




Fig. 7. New techniques employed at the University ol North 
Carolina tor digitally enhancing scanning electron micro- 
scope images provide quantitative data from SEMs. 
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Annual 

Number ol Support 
Universities Level 



Beginning 1383 32 

End 1983 36 

Planned (1984) 44 

Potential 60 



S 8 800.000 
11.500,000 
15.000.000 
32.000,000 



Faculty 

125 
150 
170 
400 



Graduate 
Students 

150 
190 
210 
800 



Rg. 8. Growth o< the SRC research program 

information on SRC research projects will initially take 
place by distribution of report abstracts and of research 
reports. This distribution will be integrated with existing 
information systems of member companies where appro- 
priate. It is planned that through CS.NET (Computer Sci- 
ence Network), an electronic information distribution 
system, research program outputs in various forms will 
be rapidly distributed to designated individuals in the 
member companies by the SRC (Fig. 9). 
Topical SRC Research Meetings. The concept for these 
meetings is that specialists in a fairly narrow technical 
subject area, CAD layout tools or silicides for example, 
will meet to discuss research activities in that area. In- 
dustry attendees and SRC researchers will be invited to 
discuss their work and plans. It is expected that as many 
as twelve topical conferences per year will be convened. 
Industrial Mentors. Communication linkages between 
the universities and industry must be two-way. Industry 
technologists can help the university community iden- 
tify important problem areas, may from lime lo time be 
able to provide direct technical assistance, and might 
steer this research away from non problem areas. For this 
supportive function, on the advice of the Technical Ad- 
visory Board, an industry engineer or scientist in an SRC 




Fig. 9. CSNE T is an electronic information distribution system 
that will be used lor rapid distribution ol SRC research results 
to designated individuals in the member companies 



member company has been identified as a direct contact 
point for each of the 53 contracts on our list. This indi- 
vidual is called an industrial mentor for the contract. 
Each Technical Advisory Board member provides nomi- 
nations for this role. This linkage has received enthusias- 
tic endorsement of the university researchers with whom 
it has been discussed and has the potential for materially 
increasing the effectiveness of the SRC research program . 
■ Program Reviews. The comprehensive activities of the 
SRC centers of excellence will be reviewed annually. 
Since these reviews will include broad areas of technical 
interest, they will be designed to attract industry repre- 
sentatives and Technical Advisory Board members with 
a broad range of interests and responsibilities and will 
be a key element in the evaluation of center activities. 

Hewlett-Packard and the SRC 

HP"s involvement with the SRC goes back to the initial 
conceptual discussions. George Bodway, Manager of HP's 
Computer Integrated Circuits Division and a member of 
the Semiconductor Industries Association Board of Direc- 
tors, was an early supporter of the SRC concept and was 
instrumental in HP's joining the SRC. HP Components 
Group Manager John Blokker was HP's representative on 
the SRC's Board of Directors until recently, when Corvallis 
Components Operation Manager Fred Schwettmann was 
appointed to that position. HP Laboratories' High-Speed 
Devices Director Dragan Ilic is a member of the Technical 
Advisory Board. The author is on temporary assignment 
from HP to the SRC. serving as Manager of Manufacturing 
Sciences Research Programs. 

Three HP employees are currently participating in the 
industrial mentor program, jerry Gladstone of the HP Santa 
Rosa Technology Center is mentoring the Illinois VPE/MBE 
project, Steve Shevenock of the HP Corvallis Components 
Operation is the mentor of the thermal nitridatiou program 
at Pennsylvania State, and Hugh Grinolds of HP Laborato- 
ries serves as the industrial mentor for the University of 
Minnesota acoustical microscopy research project. 

Summary 

The SRC with a 1984 budget of approximately $13 mil- 
lion is rapidly establishing a structured research program 
that responds to the generic technology needs of the 
semiconductor industry. Its initial research efforts have 
focused on addressing nearer-term problems. However, to 
achieve balance and maximize the long-term return on in- 
vestment to its members, the SRC will address all areas of 
science and technology that will significantly contribute 
to the advancement of semiconductor technology both in 
this decade and on to the turn of the century. With the 
support of a growing number of industrial participants, 
this research will become a major factor in establishing the 
technology for the information age and will help assure 
the U.S. industry a position of continued leadership in the 
semiconductor field as well as in the myriad application 
areas that depend on advanced semiconductor devices. 
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A Hyphenation Algorithm for HPWord 



Originally developed for the Dutch version of HPWord, this 
pattern recognition algorithm can be adapted to hyphenate 
words in many different languages. 

by Paul R. Smit 



THE HYPHENATION PROGRAM described here has 
been developed as a subprogram of the HPWord 
word processing software for HP 3000 Computer 
Systems. HPWord has multilingual capabilities, that is, 
documents can be produced in different languages. This 
affects some layout features as well as the hyphenation of 
words, which is done automatically. 

In developing the hyphenation algorithm there were 
some demands the final program had to meet, not only as 
regards quality (an error percentage of 1% seemed reason- 
able to aim for), but also with respect to the efficiency and 
flexibility of the program. To achieve this, a somewhat dif- 
ferent method is used compared to that of most existing 
hyphenation programs. Although roughly the same linguis- 
tic rules are used, the way to store and approach these 
rules is different. 

The main advantage of the algorithm described here is 
its flexibility; the linguistic rules can be changed without 
changing the program. This makes it possible to use the 
program for other languages as well. The same program is 
being implemented in the Danish version of HPWord. It 
can also be implemented easily in other text processing 
programs. It is. for instance, easy to convert the algorithm 
to other programming languages such as Pascal. 

Moreover, the problem of efficiency and of hierarchy in 
the linguistic rules has been completely solved by using a 
tree structure and an extra data segment to store all linguis- 
tic rules. This way searching takes place in main memory 
instead of on disc. 

Straightforward Methods 

In discussing hyphenation programs, we consider at first 
stand-alone programs which isolate all syllables in a word. 
As we will see later, this is not really necessary in a text 
processing program like HPWord. If a line is filled with 
the first syllable(s) of a word, only one breakpoint needs 
to be found. 

In general, hyphenation algorithms work in the following 
way. 

1. The first step is to search for the word in an exception 
dictionary. If the word is found, the algorithm stops. 

2. If not, the various prefixes and suffixes are removed. 

3. Next, some rules are applied to the rest of the word. Let 
C be any (combined) consonant and V any (combined) 
vowel. A combined letter is a combination of letters that 
is considered as one letter (e.g.. qu or sh in the English 
language). In most languages there are some combina- 
tions of vowels that can be considered as one letter (e.g.. 
aa, oei in the Dutch language). For the Dutch language, 
the following rules are often used. 



■ The sequence VV is hyphenated as V-V, 

■ The sequence VCV gives V-CV. 

■ VC...CV is handled differently. As many consonants 
as possible will be put into the last syllable. This 
depends on whether the last two or three consonants 
are pronounceable. In the Dutch language, for in- 
stance, the letter combinations rz and tt are not pro- 
nounceable within one syllable, as in the word voor-zit- 
ler. The combination gr, however, can be pronounced, 
as in the word in-te-gra-tie. 

A frequently used algorithm for the Dutch language that 
works along these lines is described by Brandt Corstius.' 

Although the quality obtained by these straightforward 
programs can be very high, sometimes thanks to a large 
exception dictionary, as is normally the case in hyphena- 
tion algorithms for the English language, there are some 
drawbacks. Because the handling of different kinds of lin- 
guistic rules is hard-coded in the program, it is difficult to 
make changes, and in general, these programs are not very 
efficient because of the linear search mechanisms used. 

Method Used in HPWord 

Another way to approach the problem is to keep the 
algorithm and the linguistic (hyphenation) rules strictly 
separated from each other. The function of the algorithm 
is twofold. On the one hand, it has to build an environment 
in which the development of a hyphenation algorithm for 
any language is reduced to the formulation of linguistic 
rules in a suitable notation (as is also mentioned by Raiha. J 
and by Boot and Koppelaar'). On the other hand, the al- 
gorithm has to provide an efficient search mechanism to 
determine which rules must be used to hyphenate a given 
word. 

The separation between the algorithm and the linguistic 
rules, together with the building of an environment that 



Symbols Used in this Article 



s e S 


s is an element of the set S 


V 


Read "tor all" 


S C T 


Set S is included in the set T 


SUT 


Union of sets S and T 


m 

m 


Union of the sets S, 


s n t 


Intersection of sets S and T 


0 


Null set. empty set 
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we can use to edit the rules (the first job of the algorithm), 
makes the program flexible. Rules can be easily added or 
changed, and it is even possible to make a hyphenation 
program for another language by replacing the rules. 
Structure of the Linguistic Rules 

Before discussing the problems involved in making the 
algorithm efficient, we first give an explanation of the struc- 
ture of the linguistic rules used by the program. 

Consider a word of n letters: 

1,. h In 

Between every two letters and at the start and the end of 
the word a sign s, is placed: 

s o- s i *ai s„ 

The signs Sj can have the following values: 

0 Not decided yet. 

1 Breakpoint in this position; actually indicates 
the beginning or the end of a syllable or word. 

2 No breakpoint in this position. 

Initially, the signs s, have the following values: 

s 0 = s„ = 1 

s, = 0 (0 < i < n). 

The program analyzes every subset of this word: 

s,-,. Ij. s, l l4k . s l+k (i > 0. i + k « n) (1) 

Subsets of this form are called patterns. In analyzing pat- 
terns like this, the program tries to change the values of 
the S|. It uses linguistic rules to do this. The format of such 
a linguistic: rule is as follows: 

s 0 . li. s, I,. Sj-*s 0 . si sj (2) 

If the left side of the linguistic rule matches a pattern in 
the word, the values of the Si are changed according to the 
values s\ on the right side of the arrow. Matching occurs 
when the values of the S| and 1, in (1) are equal to the 
corresponding values of the S| and I, in (2). 

Generalized Rules 

If we use the linguistic rules as Ihey are described above, 
we have the following problem. We can regard the linguis- 
tic rules as a function: 

F k :L k+1 X S k + 2 — S k + 2 (k = 0.1.2. ... ) 

There is a function for each fixed pattern length. L is the 
set of all letters, k + 1 is the pattern length (the number of 
letters in each rule), and S is the set of the signs. The 
number of elements in S is | S | = 3. If we add 14 combined 
letters to the 26 letters in the normal alphabet, this makes 
| L | =40. 

The total number of possible arguments in this function 
for fixed k equals 40 k<1 x 3 k * 2 . This means, for instance, 
that we would have to store 5 x 10 6 rules if we considered 
only rules for patterns with three letters! To store the func- 
tion (or rules) explicitly is clearly not the right method. It 
is not necessary either, because the arguments of the func- 
tion can be generalized. 

Consider the linguistic rule that there will always be a 
word break between (combined) vowels. To solve this prob- 



lem we would like to have one rule for all patterns of the 
form: 

Si_,. 1». s,. l lM . (1„ %** 6 V: s,_,. s„ s,^, e S) 

where V is the set of all vowels and S is the set of all values 
of the signs. Such a generalized rule could have the format: 

{(So. I,, s,. I 2 . s,) — s 0 . I, s 2 | s 0 , s,. s 2 G S; 1„ 1 2 e V}(3) 

We need yet another notation to handle such generalized 
patterns and rules. Generalized signs and letters will be 
represented as Greek letters. Now the format of a 
generalized linguistic rule is as follows: 

a 0 ,k l .(T 1 \ k , a k -» a' 0 , aj a£ 

\, can represent a specific letter (written as a lowercase 
character), but can also have the value C (which means 
any consonant), the value V (any vowel), or the value * 
(any letter). a { can also have the value * besides the 
aforementioned values 0.1.2. On the left side of the arrow, 
the * means "any value": on the right side it means "no 
change". 
Now we can write (3) as follows: 

«V*V*-»*1* 

For example, one of the hyphenation rules in the Dutch 
language is the following: If there are two consonants be- 
tween vowels, hyphenation will take place between the 
two consonants. (This is a very general rule with many 
exceptions, to be discussed later.) The rule is written as 
follows: 

*V0C0C0V*-»*212» 

On the left side of the arrow, the sequence V C C V indi- 
cates the two consonants between the vowels. The values 
* on each side of the pattern indicate that the actual values 
of the signs in those positions of the word are not important. 
The values 0 mean that no decisions for these positions 
have been made yet. 

On the right side of the arrow the changes in the signs 
are given. The 1 in the third position forces a breakpoint 
between the consonants. Because there are no syllables 
with only consonants, the other values 0 will be changed 
into 2 (breakpoint inhibited). The values * mean that there 
will be no change in these positions. 

Making the Algorithm Efficient 

To make the search through the linguistic rules efficient, 
we would like to order these rules in some way. If we 
managed to do this we could use a binary search method 
instead of simply going through a list. One of the things 
we also have to keep in mind is how to incorporate a certain 
hierarchy in the linguistic rules into the data structure we 
are going to use, that is, which rule will take precedence 
in the case of conflicting rules. (We must be able to handle 
exceptions to exceptions, etc.) 

The way we stated the generalized linguistic rule in (3) 
suggests a solution to both of these problems. We can treat 
the generalized rules as sets. The elements of these sets are 
the original (not generalized) rules defined in (2). As will 
be shown in the examples that follow, we can identify the 
hierarchy mentioned above with the inclusion relation of 
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1. (1 o o n o • 



1 2 1 • •) (on-eigenlijk) 



2. (i o o n o t o • - ► 1 2 2 l •) (ont-zettend) 



3. (1 o o n o t 0 V 



4. (i o 



u n n I u aa • 
(ont-aarden) 



2 1 2 •) (on-lerechi) 



1 2 2 1 •) 5. (i o o n 



0 1 0 a • — 
(onl-adelen) 



2 2 1') 



Fig. 1. This part ol the tree ol lin- 
guistic rules handles the prefix 
on(t) For example, in analyzing the 
pattern ontz, the hyphenation al- 
gorithm will search the tree until it 
tinds rule no. 3, which does not 
apply. Rule no. 2 will then be used. 



set theory. The inclusion relation of sets can be used to 
introduce a partial ordering of these sets (or linguistic 
rules). 

Now that we have an ordering of the rules, they can be 
organized into a kind of tree structure in which the most 
general rules are placed near the root and the more explicit 
rules are placed near the leaves. The idea is to follow a 
path in the tree until a vertex is reached with the most 
explicit rule that still matches the given letter combination 
(pattern). 

Later in this article we will give a detailed description 
of the way the tree is organized and how the searching 
algorithm works. 

In the two examples that follow, the first example ex- 
plains the notion of hierarchy, and the second example 
shows the use and structure of the tree. 

For the first example, consider again the rule 

(a) *V0C0C0V*-»*212* 

This rule has exceptions (in the Dutch language). With cer- 
tain pairs of consonants, hyphenation will take place in 
front of the two consonants. One of these combinations is 
gr. as we saw before in the word in-te-gra-tie (note that the 
combination nt behaves normally). The rule for gr is as 
follows: 

(b) *V0g0rOV*— *122* 

Rule (b) is more specific than (a), that is, all patterns that 
match rule (b) also match rule (a). The reverse is not true. 
If we consider the rules as sets we can say that (b) is in- 
cluded in (a). The search mechanism always takes the most 
specific rule, so it will decide to use rule (b) instead of (a) 
if the combination of consonants happens to be gr. 

For the second example, Fig. 1 shows the part of the tree 
that handles the prefix on(t). In words, these rules are: on 
at the start of a syllable is considered a prefix, unless the 
third letter is a t, in which case ont is the prefix, unless ont 
is followed by a vowel, in which case the prefix is again 
on; however, if that vowel equals a or aa, the prefix is ont. 

The algorithm searches the tree until a rule is found that 
cannot be applied. The last rule found that can be applied 
is used. In analyzing the pattern ontz, for example, the tree 
will be searched until rule no. 3 in Fig. 1 is found, and 
then rule no. 2 will be used. 



Organization of the Tree 

In the last section we saw that we could use the inclusion 
relation of set theory to (partially) order the linguistic rules. 
In the case of a total ordering, a binary search tree would 
have sufficed. However, with a partial ordering we have 
to act differently. 

Suppose we have n linguistic rules: 

Rii R2 R n 

We are going to identify these rules with the vertices of a 
network as follows. The successors of a rule R a are ail rules 
Ri, R| with the properties: 

1. RiCR„ (R,*RJ 

2. RiJZR, (Vi.jwithi * j) 

To find all rules that we can apply to a specific pattern 
we do the following. Start at the source of the network (the 
most general rule). Find all successors that apply and fol- 
low all these paths until a vertex is found with the property 
that none of its successors contains rules that apply. This 
vertex contains one of the rules that we can apply to our 
specific pattern. This is the same idea that we have seen 
before in the example of Fig. 1 , only here we have a network 
instead of a tree. 

For any vertex we visit, there may be more than one 
successor that applies. All these paths must be followed, 
so it is possible to visit a vertex that has been visited before. 
To prevent redundancy, the searching mechanism can put 
a flag on each vertex that has been visited. Another way 
to prevent this redundancy is to adapt the structure of the 
network. Suppose we have the following situation: 
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If we leave branch 4 out. we get a normal tree structure 
and do not need flags anymore. However, now there is a 
chance that we will apply R , and R-. although R, is more 
specific. In practice, this has turned out not to be a serious 
problem, so we have decided to use this method. 

We can refine the structure of this tree even more. This 
is especially necessary when there are many successors for 
each vertex, because in that case it would not be very effi- 
cient to visit all these vertices. To solve this inefficiency 
we use yet another property of sets: disjunction. 

Let R be a vertex in the tree and 

A R = {R, R„} 

the set of all successors of R. Now we construct subsets of A R 



A 1 . A 2 A" 



in such a way that: 



1. 



UA' = A R 

i = l 



2. A 1 fl A' = 0 V i, j: i * j 

3. R k nR, = 0 withR k .R| 6 A';i = 1 m 

Now we have a partition of A K with the property that the 
elements of a subset in the partition are mutually disjunct. 
Note that the elements of these subsets are generalized 
linguistic rules, that is, they are sets themselves. 

It turns out to be possible to use a simple alphabetical 
ordering when dealing with disjunct rules, so that in each 
subset of the partition we can use a binary search 
mechanism. This makes the search considerably more effi- 
cient. An outline of the recursive procedure vertex, which 
fills a stack with all vertices of a (sub)tree which contain 
the most specific rules that apply to a given pattern, is as 
follows: 

procedure vertex (pattern, rool'pointer, stack): 

member = true; 

call tillsets (sets, numsets); 

i := 1; 

while i « numsets do 

call binsearch (sels(i). pattern, found, pointer); 
it found then 

member = talse; 

call vertex (pattern, pointer, stack) 

endif; 

I:= I + 1 
endwhile: 
if member then 

call push (stack, root'poinier) 
endil; 
return; 

The procedures and variables used in this procedure are: 

pattern The pattern being investigated, 

rool'pointer Points to the root of the (sub)tree 

where the searching takes place, 
stack The stack to be filled with the rules 

that apply to pattern, 
member This logical variable decides if the 

rule at the root of the (sub)tree will 

be put into the stack. 



fmsets 



Omsearch 



push 



This procedure fills the array sets 
with the subsets of the partition, 
numsets is the number of subsets. 
Performs a binary search in a sub- 
set. If a rule is found that applies to 
the pattern, found will be set true 
and pointer will point to this rule. 
Puts the rule referred to by rooi'pointer 
into the stack. 



Description of the Algorithm 

Input for the algorithm is the word to be hyphenated 
together with left and right limits that define a "red zone " 
A word break has to be found within the red zone. The 
word to be hyphenated is assumed to contain only upper- 
case alphabetic characters — no numerics or specials. 

The procedures used in the algorithm are: 

make-stack (pattern) 

This procedure fills the stack with all generalized rules 
applicable to this pattern. To do this, the procedure vertex 
is called. 

analyse-break (paltern, ready) 

This procedure analyzes breakpoint positions in the neigh- 
borhood of breakpoints just found. The logical parameter 
ready is set true if there is a word break within the red zone. 
The algorithm consists of the following steps: 

1. Search the exception dictionary. If the word is found 
the algorithm stops. 

2. If the procedure is called for the first time in an HPWord 
session, an initialization will take place. See the next 
section on implementation. 

3. The next step of the program consists of condensing the 
word. Here a mapping takes place from all combinations 
of two or three letters that can always be considered 
one letter (such as QU) into an arbitrary set of lowercase 
characters. 

4. Next, the program performs a first analysis of the word. 
The program searches the word for combinations of two 
letters that cannot be pronounced within one syllable. 
If such a combination is found, a breakpoint will be 
forced between those two letters. 

5. In the last step a stack is built containing all rules appli- 
cable to a specific pattern. The pattern is changed ac- 
cording to these rules. This is done for all possible pat- 
terns in the word, with a maximum of seven letters in 
one pattern. The procedure is as follows: 

n := min (7, wordlength); 

while n > 0 do The tree consisting ol rules lorpat- 

j : = 1 ; ferns with n letters is searched 

while | s (wordlength - n) + 1 do 
call make-stack (pattern); 
while "stack not empty" do 

"Use lop of the stack to change (Sj_i s (< . n _i)"; 

call analyse-break (paltern, ready); 
if ready 

then "relurn word breaks"; 

"slop the algorithm" 
endif; 

call pop (slack) 
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endwhile; 

j:= j + 1 
endwhile; 
n : = n — 1 
endwhile. 

Implementation on the HP 3000 

The program is written in SPL/II, the HP 3000 system 
programming language. It uses a file DUHYPRULand an extra 
data segment. The file DUHYPRUL contains the hyphenation 
rules for the Dutch language and some additional informa- 
tion (parameters, etc.). 

The first time the algorithm is called when working with 
HPWord the contents of the file DUHYPRUL are put into 
some owned variables* and into an extra data segment 
created at this moment (maximum size 25K words). The 
extra data segment now contains all the hyphenation rules 
and the pointers for the tree structure. There is room for 
approximately 1000 rules. 

The extra data segment is organized as shown in Fig. 2. 
Each of the first 1024 words contains a pointer to the rule 
with the same number. Thus word no. 40 points to rule 
no. 40. 

Fig. 3 shows the organization of a single rule. This is a 
part of the stack and contains the code of the rule: 

°o. hv a \ ^k. °k -» °o. ffi. . . . . <r£ 

The 10-bit variables p, 1 , and p| are the pointers to other 
rules and refer to the tree structure. They are indirect point- 
ers, that is, they each contain the address of the extra data 
segment in which the address of the actual rule can be 
found (see Fig. 2). 

Performance 

Various test files were used to test the algorithm. These 
files consisted of newspaper articles, part of a book about 
word processing, and an internal HP report. The total 

'Owned vanad'es are local variables in a procedure thai keep (heir values when reluming 
lo Ihe main program 
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Fig. 3. Organization ol a single rule in the extra data segment. 
The ir and A variables are part ol the rule and the p variables 
are pointers to other rules in the tree structure 

number of words in the test files was 6906, and the total 
number of breakpoints found was 7096. For regular Dutch 
words, the error percentage was 0.63%. The actual error 
percentage was 0.96%, including borrowed words and 
foreign words. 

The majority of the errors occurred in compounds, espe- 
cially those linked by an s (bedrijf-sadministratie instead of 
bedrijfs-admmisiratie). The testing was carried out by a stand- 
alone test program outside HPWord. This test program tried 
to find oil breakpoints, while HPWord only needs to find 
one breakpoint. Because in general the safest breakpoints 
are found first (in step 4 of the algorithm), the error percen- 
tage of the hyphenation in HPWord will probably be lower 
than the 0.96% found. 
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Fig. 2. Hyphenation rules and pointers lor the tree structure 
are stored in an extra data segment organized as shown 
here There is room lor 1024 rules. 
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Designing Software for the International 



Market 

A designer has to allow for differences in spelling, syntax, 
character sets, times, date formats, terminal capabilities, 
and many other factors. 

by Heather Wilson and Michael J. Shaw 



USERS OF OFFICE SOFTWARE products are gener- 
ally not technically trained. They want a user inter- 
face that is as easy as possible to understand. On the 
most fundamental level, an office product such as a word 
processor must interact with the user in the user's native 
language. To make this possible, office products must be 
designed so thai they can be localized. Localization is the 
adaption of a software application for use in different coun- 
tries or environments. 

HP software products are designed with localization in 
mind. HP Application Centers within each country have 
the responsibility for adapting each product to the local 
environment. It is the responsibility of the designers of the 
product to make the Application Centers' job as easy as 
possible. 

Many non-English speaking countries do not have a wide 
range of office products available in their native languages. 
By producing localizable products and then localizing 
those products. Hewlett-Packard offers international com- 
panies the opportunity to buy one office automation solu- 
tion and use it within different countries. 

General Design Principles 

What problems do we face when trying to design localiz- 
able products? It is important that the user of the localized 
product does not suffer reduced functionality. Nor should 
any restrictions be imposed as a result of localization of 
the product. 



The person who localizes the product should not have 
to touch the source code. Localization should be possible 
without taking the chance of introducing new bugs. This 
means that a localizable application will not have any func- 
tions within the source code that are dependent on the 
local language or the customer. 

To give an example, imagine that a product has the string 
Please type your name as a prompt. To localize the product 
into French, this prompt would have to be translated. If 
this string were embedded in the code, we could tell the 
French localizer where it could be found. However, there 
could be several instances of this string within the source 
code, and the French localizer may fail to translate all of 
them. Furthermore, tampering with the source code could 
result in changing unrelated parts of the code by mistake. 
If the string appeared in a menu, localization could result 
in an unaligned and unattractive menu. Obviously some 
method must be devised to allow localization of the menus 
and messages without touching the code or affecting the 
screen layout. 

A localizable application will not make any assumptions 
about the meaning of particular data characters. It will be 
possible to increase the length of messages and prompts 
to allow languages with long words to provide a true trans- 
lation of the user interface without having to resort to ab- 
breviations. 

Although many of HP's products are menu-driven, there 
are some that are command-driven. Let us consider how 
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we might detect when the user wants to delete something 
if we have a command-based interface. In our program we 
could have a statement something like this: 

if userlnput = DELETE' then ... 

Then, when the French localize the product they could 
change that line of code to read: 

if userlnput = DETRUIRE' then ... 

If we use this method, we're again faced with having to 
change the program code. 

Localization of command recognition presents us with 
other problems. HPDesk is an electronic mail system that 
runs on the HP 3000 Computer.' It allows users to create, 
send, file, and work on electronic messages. Within HPDesk 
there exists the concept of the current message. If I'm sent 
a message, I might read it, decide it is not worth keeping, 
and so decide to delete it. I could do this by typing delete 
it. Were I French, I would like to say ledetruire because detruire 
le does not make sense. It is like asking me to type it delete 
in English! I therefore want to be able to tell my command 
recognizer which order to expect the verb (delete) and the 
object (it) in. And I do not want to have to change the 
program when the French want the order to be object, then 
verb. 

Character Set Differences 

If a product is going to be used in an English speaking 
country, then only ASCII characters need be displayed. 
However, problems arise if that product is then localized 
into French. If the ASCII character set is used, there is no 
way that you can display or store e. This is a serious prob- 
lem, since e is the most common character in the French 
language. 

Thus, a localizable program must be able to recognize 
and process all local character sets. It must display, take 
as input, and print each local character set. When localizing 
an electronic mail system, for example, the system should 
be able to send a message in one local character set and 
still be able to display that message at a destination where 
another local character set is being used. 

Localization would be a lot simpler if all terminals were 
able to display and transmit HP extended ASCII characters. 
Then, we would not need to know which terminal we were 
talking to. Unfortunately, because our current ideas about 
localization did not arrive overnight, all terminals are not 
the same. Historically, this is what happened. 

HP's earliest terminals only knew about ASCII charac- 
ters. The eighth bit in each byte was used for parity check- 
ing. The HP 2642 is one such terminal. 

It was then realized that some of the less frequently used 
ASCII characters could be used to represent characters spe- 
cial to the country in which the terminal was being used. 
For example, in Sweden the HP 2645 has its ] key replaced 
by an A. Whenever this key is pressed an A is displayed, 
but the ASCII representation of ) (decimal 93) is transmitted. 

The next set of terminals sent not one but two characters 
down the line for many of the non-ASCII characters. For 

"The full name ol HPDesk is HPDeskManager It was originally called HPMaii ' 



example, on an HP 2626W Terminal, the user would get an 
e to be displayed by first hitting the key with an acute on 
it and then the e key. After the first key was hit the cursor 
would stay where it was so that when the e was hit, an e 
would be displayed. Hitting these two keys, however, 
would cause two characters to be transmitted: an acute 
(decimal 168) and then an e (decimal 101). 

HP then introduced a standard for extended ASCII which 
it called the Roman8. HP terminals have more than one 
character set. There is the base set containing the normal 
ASCII characters, the math set with integral signs, etc., and 
the line drawing set. HP then brought out a new set called 
the Roman extension set. By selecting this set as the alter- 
nate character set of your terminal, you can access HP's 
Roman8 characters. The HP 2623A is a terminal that be- 
haves in this way. 

The latest generation of terminals, including the HP 2628. 
the HP 2627, and the HP 150 Personal Computer, still have 
the Roman8 characters available to them. Now. however, 
the Roman8 characters are in the base character set, so you 
do not have to select an alternate character set to get at them. 

Having so many terminals presents many problems for 
a product that has to try to store and display all European 
characters as best it can given the capabilities of the terminal. 

Other Differences 

Related to the display of text, but not actually terminal 
dependent, is the concept of hyphenation used in secre- 
tarial word processors. One such word processor, HPWord, 
which runs on the HP 3000, will word wrap text as it is 
input. If a word is long, it will try to hyphenate it rather 
than put it onto the next line. In English, the hyphenation 
algorithm will not hyphenate words that are five letters 
long and have an s at the end. In Italian, such a rule would 
produce strange results because Italian plurals are not made 
by adding an s to the word. The English algorithm also has 
a rule that it will not split two-consonant groups like ph, 
th. and ch. In other languages, however, it might be quite 
acceptable to split such groups. 

Office products face many localization problems when 
information they produce crosses either time or language 
boundaries. HPTelex is an HP 3000 office product that 
allows the user to create the text of a Telex message using 
a word processor, and then to ask the computer to send 
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this message whenever it thinks best. The Telex network 
transmits only a very limited character set — capitalized 
ASCII characters and a few other characters. What these 
"few other characters" are varies from country to country. 
For example, (a is valid in most but not all countries. Be- 
cause Telex messages often travel across country bound- 
aries, all characters that are not standard across the world 
must be filtered out by the HPTelex software. 

An HPDesk user must specify to whom electronic mail 
is to be sent. Suppose an HPDesk user in the U.S.A. wants 
to send mail to a Mr. Forster in Germany. We really cannot 
expect the American sender to know that the o has an 
umlaut over it. However, were we to just upshift all names 
as they were input this would lead to problems. A is a 
totally different letter from plain A in Finnish, for example. 
So people with an A in their names would have their names 
changed when upshifted. 

As one might imagine, a diary product hits problems at 
time boundaries. Within HPDesk there is a time manage- 
ment facility which, among other things, allows users to 
send messages requesting appointments. To record the ap- 
pointment so that HPDesk will produce a reminder of it 
later, the recipient simply types file it in diary. If I, in Britain, 
request a conference with some people in California for 
5:00 p.m. on 13,12.84 British time, those people in Califor- 
nia must see an appointment for 9:00 a.m. on 12/13/84. 
Making this appointment highlights two problems. The 
first problem is that the date format in Europe is day/month/ 
year but it is month/day/year in the U.S.A. The second 
problem is that there are time differences between countries 
that we must compensate for. 

Design Solutions 

Let us see how we can overcome the problems that we 
have outlined. The solutions we shall offer are those we 
have used for office products. They may, however, be readi- 
ly applied to other fields. 

As we mentioned before, ASCII character representation 
uses only seven bits if no parity checking is required. The 
Roman8 European character representation standard de- 
veloped by HP uses all eight bits of a byte. All ASCII charac- 
ters remain as they were, except that the eighth bit is always 
off. When the eighth bit is on we are able to represent 
another 128 characters. So the 5 character is the ASCII 5, 
but with the eighth bit set. Documents and messages 
should, wherever possible, be stored in Roman8 form. 

Although we discussed menu and message localization 
problems in the same breath, we shall consider their solu- 
tions separately here. We shall look at menus first. So that 
we do not have to change the program file when we localize 
a menu-based product, we put our menu definitions in 
an auxiliary file. Our program knows about this file and 
accesses it at run time. When we localize we only change 
the contents of this file. On an HP 3000 Computer the menu 
definitions that go into this file are built using VPlus/3000. 
VPlus/3000 allows us to define not only menu layouts and 
wording, but also where on the menu the user may enter 
information. When an Application Center translates our 
menu set they only change the menu wording, not the 
layout or areas where the user may enter information. 
VPlus/3000 also provides us with a set of procedures that 



a menu-based program may use. They allow the caller to 
draw menus and to find out what information the user 
typed into the menu. Note that this method satisfies our 
requirements that neither the program nor the menu layouts 
be affected by localization. 

The message localization problem is overcome in a simi- 
lar way to menu localization. Again we use an auxiliary 
file, but this time it contains messages rather than menus. 
Instead of our program asking the user's name like this: 

writeln ( What is your name ?') 

the program calls a procedure that gets a message from our 
message file. This procedure then outputs the message to 
the terminal, just like the writeln would do. Each message 
in the message file has a unique number. We might have 
made our question message number 6 in the message file, 
for example. The message file is prepared using a simple 
editor by the people writing the program. The message 
output procedure also allows us to substitute run-time val- 
ues into our messages. We might, for example, want to tell 
our users how many messages they had received. We would 
do this by putting a message 

You have ! new messages' 

into the message file. When this message is output we 
would tell the output procedure that we want the ! to be 
replaced by the number of new messages. 

The Application Centers translate the message file into 
their languages. All characters in the message file are stored 
in Roman8 form. Some terminals, such as the HP 2645, 
can only display ASCII characters. So. if one of our mes- 
sages contains an e (decimal 197) we must translate the 
character to an e (decimal 101) before we output it to the 
terminal. 

If we do not have a menu-based user interface, we must 
be able to recognize commands. To allow localization of 
commands, HPDesk uses yet another file, which it calls a 
dictionary. This file contains a list of verbs (like create), 
objects (like text), and connectors (like ot) that HPDesk will 
accept in the local language. Let us consider what happens 
if an English-language HPDesk user wants to create some 
message text. To do this the user would type create text. This 
line will first be upshifted to capitalized ASCII charac- 
ters so that the user need not worry about the case of the 
commands. This means that not only will e be translated 




HP 2626 Displaying 
French Mute Characters 



Fig. 3. Mute character input. 



SEPTEMBER 1984 HEWLETT-PACKARD JOURNAL 33 



© Copr. 1949-1998 Hewlett-Packard Co. 



to E. but e will be made into an E also. Both the CREATE 
and the TEXT will be compared with the list of words in 
the dictionary file. Each comparison tells two things: 
whether the word is a verb, object, or connector, and a 
number indicating which verb, object, or connector it is. 
CREATE might be found to be the eighth verb and TEXT the 
second object. What corresponds to verb 8 or object 2 is 
determined by the Application Centers. In France, for 
example, they might decide that the English command 
CREATE should be known as CREER. 

To upshift e to E or e to E, we use a table called the 
upshift table, which is defined by the Application Centers. 
Unfortunately, upshifting is not a one-to-one mapping. The 
German character B, for example, should upshift to the 
characters SS. Fig. 1 illustrates how HPDesk would recog- 
nize the French command creer. 

When outlining the problems of localization we men- 
tioned that delete it translates to le detruire in French. To 
accommodate this, the command recognition method 
needs to allow the Application Centers to specify the ex- 
pected order of the user's input. In English delete it is verb, 
then object, but in French we would expect object, then 
verb. 

Tables for Character Selection 

Coping with HP's range of terminals and their different 
approaches to non-ASCII characters presents us with many 
problems. This can be overcome by asking the Application 
Centers to specify to the software product the language that 
is being used, and by designing the software product to 
interrogate the terminal to find out what sort of terminal 
it is. Then, whenever any text is input from the terminal, 
or any messages or text are output to the terminal, one of 
four tables can be used to filter the characters. These tables 
are the degradation table, the ISO substitution input table, 
the ISO substitution output table, and the mute character 
table. 

The degradation table is used for those terminals that 
can only display ASCII characters. If I am in France working 
on an HP 2645 Terminal and I want to read a piece of text 
that contains the c character, each c must be translated to 
c before it appears on my terminal. If the Romans represen- 
tation of c were sent to my HP 2645 undegraded, then my 
terminal would ignore the eighth bit of the character and 
a 5 would appear. As with the upshifting used for command 
matching, the degradation should account for not only one- 



to-one degradations, but also one-to-two degradations like 
fi to ss. 

The ISO input substitution table is used to handle input 
from those terminals that redefine little-used ASCII charac- 
ters to represent their local characters. The Swedish HP 
2645 is one such terminal. If I were to hit the A key on this 
terminal, a ) would be transmitted because the software 
product would know that it was talking to an HP 2645 and 
that the language in use was Swedish, and would use the 
ISO input substitution table set up by the Swedish Appli- 
cation Center to store this ] (decimal 93) as an A (decimal 
208) as the user intended. Fig. 2 illustrates this. 

The ISO output substitution table is like the ISO input 
substitution table but in reverse. That is, if a piece of text 
or a message contains a Roman8 A and it is to be output 
to an HP 2645 in Sweden, we must change the transmitted 
character to an ASCII ) so that it will appear as an A on the 
Swedish screen. 

The mute table is used when accepting input from those 
terminals thai transmit local characters as two characters. 
We saw earlier that an e on an HP 2626W can be displayed 
by hitting the acute key and then the e key. When the acute 
character is transmitted, the software realizes that this 
character can go with an a, e, 0, or u to form an a, e, 6. or 
u. It knows this because the mute table set up by the Appli- 
cation Center tells it so. When the e is transmitted, the 
software looks in the mute table to find out what Romans 
character should replace an acute and an e. In this case, 
the mute table says it should be an e. Fig. 3 illustrates this. 

Solutions for Names 

Remember the American trying to send to Herr Forster? 
Earlier in the discussion we showed that upshifting names 
was not good enough because this causes them to be trans- 
formed in some countries. The solution is to store and 
display names in Roman8 form, but upshift them only for 
comparison. So when the message for Mr. Forster (the 
American who sent the message did not put an umlaut on 
the 0) arrives at Herr Forster's computer, the upshifted ver- 
sion of Forster will match with the upshifted version of 
Fbrster). However, whenever Herr Forster types his name, 
he will see it as Forster and not FORSTER. 

While on the subject of names let us discuss another 
problem that English speaking people rarely encounter, but 
is common in Europe. How do we deal with a surname 
containing more than one word? Suppose a user gives his 



Appointment requested 

for 

5:00 p.m. 

13"' December 
message text 

Can we have a 
conference ? 




The message 



A user in Britain 



Time in California is 
the GMT stored in the 
message with California's 
GMT offset subtracted 
from it. 




California's 
GMT offset 



Fig. 4. Sending an HPDesk mes- 
sage requesting an appointment. 
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name to the software product as Pierre de Sainte Maresville. 
What should be taken as the surname? Is it "Maresville." 
"de Sainte Maresville," or "Sainte Maresville?" This prob- 
lem can be overcome to a certain extent by allowing 
hyphens to appear in names and by insisting that the sur- 
name be all one word, So Pierre de Sainte Maresville must 
specify his name as Pierre de-Sainie-Maresville. 

One last thing about names. European names are often 
a lot lunger than English names. So if name fields are used, 
they must be able to accommodate long names. 

Dates and Times 

Let us now try to solve the date and time problems that 
diary products face. The date format problem can be easily 
overcome by allowing the Application Centers to specify 
the format. A stickier problem is that of time differences. 
HPDesk solves this by making each computer keep a record 
of its offset from Greenwich Mean Time (GMT). The date 
and time on a message requesting an appointment are 
stored in normalized GMT form. When a date or time is 
displayed on a specific computer it is corrected by deduct- 



ing that computer's GMT offset from the normalized GMT 
date and time. So. when an appointment request message 
for 5:00 p.m. on 13th December is sent from Britain to Cali- 
fornia, that date and time is stored in the message because 
Britain is on GMT in December. However, when the mes- 
sage is displayed in California, eight hours are subtracted 
because California is eight hours behind GMT. Fig. 4 illus- 
trates this. 

Conclusion 

It is obvious that it is not easy to make software applica- 
tions easy to localize. Message lengths, character sets, time 
and data formats, and the syntax of commands must all be 
taken into account. All of these and more must be easy to 
change without having to touch the source code of the 
product. Once you change the source code, the result is a 
new product. 
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